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WARNING 


Personnel performing operations, procedures, and practices which are included or implied in this tech- 
nical manual shall observe the following warnings. Disregard of these warnings and precautionary infor- 
mation can cause serious injury, death, or destruction of material. 


HIGH VOLTAGE 
is used in the operation of this equipment. 
DEATH ON CONTACT 
may result if personnel fail to observe safety precautions. 
Learn the areas containing high voltage in each piece of equipment. 
Be careful not to contact high-voltage connections when installing or operating this equipment. 


Before working inside the equipment, turn power off and ground points of high potential before touching 
them. 
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CHAPTER 1 
INTRODUCTION 


INFORMATION 


and calibrating the fuel quantity indicators. The 
test set is designed for field and shop use. The 
test set, together with its accessory cables, is il- 


lustrated in|figure 1-1] 


1-2. Forms and Records. 


Maintenance forms, records, and reports which 
are to be used by maintenance personnel at all 
maintenance levels are listed in and prescribed in 
TM 38-750. 


l. GENERAL 


Section 


1-1. Scope. 


The Capacitance Type Fuel-Quantity-Gage 
Test Set, Part Number TF579, hereinafter referred 
to as the test set, is a variable capacitance fuel 
quantity gage test set used to measure the capac- 
itance of fuel gaging systems, both compensated 
and noncompensated. The test set is also used for 
measuring insulation resistance of the fuel gage 
tank units of the capacitance type, and testing 


CABLE ASSEMBLIES ( TYPICAL) 
AV109564 


Fuel-Quantity-Gage Test Set, Capacitance Type, Part Number TF579. 


Figure 1-1. 
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Section П. DESCRIPTION AND LEADING PARTICULARS 


nating current (at) rebalancing bridge type, ca- 
pacitance substitution circuitry, calibration 
circuitry with built-in standards of capacitance 
and resistance, cable assemblies, and accessories. 


1-4. Leading Particulars. 


Leading particulars, consisting of the technical 
characteristics of the test set, are contained in ta- 
ble 1-1. Cables and accessories supplied with the 
test set are listed in[table 1-2] 


1-3. Description. 


The Model TF579 test set is manufactured by 
Consolidated Airborne Systems, Inc., Carla Place, 
L.I., New York. The test set provides a means to 
determine the serviceability of aircraft (fixed and 
rotary wing) employing a capacitance type fuel 
gaging system. The" test set consists of a single 
integral unit incorporating a transit case, direct 
current (dc) electrical resistance measuring cir- 
cuit, capacitance measuring circuitry of an alter- 


Table 1-1. Leading Particulars. 


Characteristics 


105 to 125 Volts. 

200 to 236 Milliamperes. 
25 Watts. 

360 to 440 Hz. 

Single Phase. 


0 to 5000 uuf in four ranges. 

0 to 1/2 scale = 0.25% of full scale. 

1/2 to full scale = 0.5% of reading. 

Less than 0.2 ampere. 

X1, X8, X10, and X50. 

Subdial, producing direct vernier readings to within 
0.196. 

Precise tolerance capacitor, of known value, is in- 


cluded within test set. 


0 to 10,000 megohms in four ranges. 

+1/16 in. of scale reading. 

Selector switch provides means for testing resistance 
between the following: 

Unshielded conductor and compensator conductor to 
ground. 

Coaxial conductor to ground. 

Coaxial conductor to unshielded conductor. 

Coaxial conductor to compensator conductor. 

33 microamperes at normal 33-volt operation. 

X1, X10, X100, end X1000. 


For checking insulation resistance of system wiring or 
other equipment, using separate test leads. 


Item 


Power Requirements 
Voltage 

Current 

Wattage 
Frequency 

Phase 


Range of Operation 
Capacitance Measurement 
Range 

Accuracy 


Maximum short circuit current 
Scale multipliers 
Vernier indicator scale 


Self-calibrating feature 


Insulation Resistance Measurement 
Range 

Accuracy 

Measurement capabilities 


Maximum short circuit current 
Scale multipliers 


External resistance terminals 
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Table 1-1. Leading Particulars - Continued. 


Characteristics 


Item 


Test set resistance standards provide for calibration at 
zero and midscale range. 


25 uuf to 5,000 uuf for main probe simulation. 

25 uuf to 250 uuf for compensator probe simulation. 

0.15% of indicator full scale. 

Selector switch provides means to substitute capac- 
itance of (1) main tank unit probes, (2) compensator 
tank unit probe, and (3) empty and full probe capac- 
itance, for the purpose of calibrating the indicator 
under test. 

30 pounds. 


16-5/8 inches 
14-1/4 inches 
14-1/4 inches 


-40° c to 55° c 
-55° C to 71?C 


Self-calibrating feature 


Capacitance Simulator Circuit 
Range 


Accuracy 
Measurement capabilities 


Weight (Complete with Accessories) 


Dimensions: 
Length 
Width 
Depth 

Environmental Operating Limits 
Ambient temperature 
Storage temperature 


Humidity Up to 959/0 relative humidity 
Table 1-2. Cables and Accessories. 

Description Part Number Aircraft Qty 
Main Cable Assembly * 2688 BRE 
Adapter Cable Assembly 2687-A-1 UH-1/AH-1 
Adapter Cable Assembly 2687-A-2 CH-34C 
Adapter Cable Assembly 2687-A-3 CH-54B 
Adapter Cable Assembly 2687-A-4 CH-47A, B 
Adapter Cable Assembly 2687-A-5 CH54A, B 
Adapter Cable Assembly 2687-A-6 OV-1 
Adapter Cable Assembly 2687-B-1 UH-1/AH-1 
Adapter Cable Assembly 2687-B-2 CH-34C 
Adapter Cable Assembly 2687-B-3 CH-54B 
Adapter Cable Assembly 2687-B-4 CH-47A, B 
Adapter Cable Assembly 2687-B-5 CH-54A, B 
Adapter Cable Assembly 2687-B-6 OV-1 
Power Cable Assembly 2237 s 
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Table 1-2. Cables and Accessories - Continued. 


Description Part Number Aircraft Qty 

Power Cable Assembly 2238 = 

Power Cable Assembly 2239 == 

ВМС Connector Cable Assembly 100036 7 

ВМС Connector Cable Assembly 100037 ZEE 

BNC Connector Cable Assembly 100041 = 

BNC Connector Cable Assembly 100042 22 2 

BNC Connector Cable Assembly 1237 ы 

ВМС Connector Cable Assembly 1423 = 

Ground Lead Assembly 2240 е 

Test Lead Assembly 100038 БЕ 2 

indicator Test Cable Assembly 2689 -. 

Вгеак-іп Cable Assembly 2690-1 CH-47C 

Вгеак-іп Cable Assembly 2690-2 CH-47C 

Tee Connector EJA14 = 2 

Tee Connector UG274/U --- 3 
Section ПІ. TEST EQUIPMENT, SPECIAL TOOLS 


AND MATERIALS 


1-5. Test Equipment. 


No maintenance special tools are required to A list of maintenance test equipment will be found 
support direct and general maintenance activities. in tabular form in [table 1-3 


Tab/e 1-3. Test Equipment Required.* 


Nomenclature Part Number 
Multimeter Triplett 630 NA 
Megohmmeter 6625-00-X55-6562 
Resistance standard: 1 megohm to 100 

megohms 6625-00-678-9677 
Resistance standard: 1000 megohms 6625-00-779-9151 
Electronic voltmeter 6625-00-073-0049 


“Тһе test equipment listed is recommended. However, equivalent test equipment may be used, 
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1-6. Special Tools. 1-7. Consumable Materials. 
No special tools are required to support direct Consumable materials required for direct and 
and general maintenance activities. general support maintenance activities are con- 


tained in|table 1-4 


Table 1-4. Consumable Materials. 


Military 
item Number Nomenclature Specification 
і Ethyl alcohol MIL-E-463 
2 Solvent P-D-680 
3 Locking compound MIL-S-22473 
4 Solder QQ-S-571D 
5 Adhesive (3M No. EC- 

2216-B/A) 
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CHAPTER 2 


INSTRUCTIONS 


INTRODUCTION 


2-2 General. 


Adherence to the procedures set forth in the 
following sections will enable an operator with 
limited experience to successfully operate the test 
set. Perform the required procedures in the se- 
quence given in order to assure proper operation 
of the equipment. Operating personnel should be 
thoroughly familiar with the location and function 
of all operating controls, indicators, and con- 
nectors before attempting to make any mea- 
surements or tests. 


2-3. Operating Controls, Indicators and 
Connectors. 


The location of operating controls, indicators, 
and connectors are shown[in figure 2-1. The func- 
tion of these controls are described in[table 2-1] 


OPERATING 


Section l. 


2-1. Scope. 


This chapter contains information and in- 
structions for operating Capacitance Type Fuel- 
Quantity-Gage Test Set, Part Number TF579. Op- 
erating instructions for measuring the capacitance 
of tank unit probes is contained in Section || of 
this chapter. Section Ш contains operating т- 
structions for measuring the tank unit probe in- 
sulation resistance. Instructions for the use of the 
test set to simulate the capacitance of a tank unit 
probe (or probes) to check the aircraft fuel quan- 
tity gage is contained in Section IV. Section V 
contains operating instructions for measuring air- 
craft wiring leakage resistance. 
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Figure 2-1. Control Panel Operating Controls, Indicators end Connectors. 


Megohmmeter MIDSCALE 
ADJ control 
Megohmmeter RANGE 
SELECTOR switch 

EXT RES terminals 

TEST IND COAX connector 

TEST IND UNSH connector 

TEST IND COMP connector 
COMP 25-250 MMF control 
COMP 25-250 MMF control 
lock 


STANDARD CAPACITOR MMF 


nameplate 
FUNCTION SELECTOR switch 


PROBE 25-250 MMF control 
lock 

PROBE 25-250 MMF control 
PROBE MMF range selector 
switch (200 pF step) 
PROBE MMF range selector 
switch (1000 pF step) 
SPARE fuse 


16. 


17. 


18. 
19. 


20. 
21. 
22. 


23. 


24. 


25. 


26. 


27. 
28. 


29. 


30. 
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Key to[Fig. 2-1] 


1/2 AMP fuse 

Power ON/OFF switch 
Power ON indicator 

1 15V 400 CPS connector 
GROUND terminal 
CAPACITANCE INDICATOR 


Capacitance RANGE 
SELECTOR switch 

Capacitance HIGH ADJ 
control 

Capacitance ZERO ADJ 
control 

TANK UNIT COMP C con- 
nector 

TANK UNIT COAX A con- 
nector 

TANK UNIT UNSH B con- 
nector 

CAP-RES CHECK switch 
MEGOHMMETER indicator 


Megohmmeter ZERO ADJ 


control 


2-2 


1. 
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Table 2-1. Control Panel, Operating Controls, Indicators, and Connectors, 


Name of Control, 
Index Indicator, or Function 
Number Connector 

і 1/2 АМР fuse (F101) Provides protection to test 
set in case of overload or 
short circuit. 

2 Power ON/OFF switch When set to ON, applies AC 

(5101) power to test set. In OFF 
position power is discon- 
nected from test set. 

3 Power ON indicator Operates in conjunction with 

(DS101) power ON/OFF switch. 
When lighted, indicates 
that AC power is applied to 
test set. 

4 1 15V 400 CPS connectors Provides for connection of 

(4104) 115V, 400 Hz external 
power to test set. 

5 Ground terminal (E101) Allows test set to be grounded 
to aircraft by means of 
external cable. 

6 CAPACITANCE Indicates capacitance of air- 

INDICATOR craft tank unit probe (or 
probes) in pF, Operates in 
conjunction with Capaci- 
tance RANGE SELECTOR 
switch. Capacitance indi- 
cated on meter is a multi- 
ple of setting selected on 
Capacitance RANGE 
SELECTOR switch. 

7 Capacitance RANGE Operates in conjunction with 
SELECTOR switch CAPACITANCE INDICATOR 
(S104) to extend range of capaci- 

tance which can be meas- 
ured by CAPACITANCE 
INDICATOR. 

8 Capacitance HIGH ADJ Operates in conjunction with 

control (R108) FUNCTION SELECTOR 


switch. Permits calibra- 
tion of CAPACITANCE 
INDICATOR to be made at 
HIGH CAL setting when 
FUNCTION SELECTOR 
switch is set to CAP IND 
HIGH CAL position. 
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Table 2-1. Control Panel, Operating Controls, Indicators, and Connectors (continued). 


Name of Control, 
Index Indicator, or Function 
Number Connector 
9 Capacitance ZERO ADJ Operates in conjunction with 
control (R109) FUNCTION SELECTOR 
switch. Allows low range 
calibration ої CAPACI- 
TANCE INDICATOR when 
FUNCTION SELECTOR 
switch is set to CAP IND 
ZERO CAL. 
10 TANK UNIT COMP C Provides means for connect- 
connector (J105) ing test set to aircraft 
tank unit probe compensa- 
tion connector. 
11 TANK UNIT COAX A Provides means for connect- 
connector (J103) ing test set to aircraft 
tank unit probe coaxial 
connector. 
12 TANK UNIT UNSH B Provides means for connect- 
connector (J102) ing test set to aircraft 
tank unit probe unshielded 
connector. 
13 CAP-RES CHECK switch Operates in conjunction with 
(5103) FUNCTION SELECTOR 


switch. Permits selection 
of either capacitance or 
resistance measurements 
on aircraft tank unit probe. 
When set to CAP position, 
test set measures capaci- 
tance of aircraft tank unit 
probe. 

When FUNCTION SELEC- 
TOR switch is set to 
TANK UNIT TEST-COMP 
and CAP-RES CHECK 
switch is set to MEG- 
OHMS А-С, test set 
measures resistance 
between aircraft tank unit 
probe COAX A and COMP C 
connectors. Setting 
FUNCTION SELECTOR 
switch to TANK UNIT TEST- 
UNSH and CAP-RES 
CHECK switch to MEG- 
OHMS А-В allows test set 
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Table 2-1. Control Panel, Operating Controls, Indicators, and Connectors (continued). 


Function 


Name of Control, 
Indicator, or 


Index 


=. A 


to measure resistance 
between aircraft tank unit 
probe COAX A and UNSH B 
connectors. 

Similarly, when FUNCTION 
SELECTOR switch is set to 
TANK UNIT TEST-COMP 
and CAP-RES CHECK 
switch is set to MEGOHMS 
C-GRD, test set measures 
resistance between air- 
craft tank unit COMP C 
connection and ground. 
Setting FUNCTION 
SELECTOR switch to TANK 
UNIT UNSH and CAP-RES 
CHECK switch to MEG- 
OHMS B-GRD allows test 
set to measure resistance 
between aircraft tank unit 
probe UNSH B connector 
and ground. 

Setting test set CAP-RES 
CHECK switch to MEG- 
OHMS A-GRD allows test 
set to measure resistance 
between aircraft tank unit 
probe COAX A connector 
and ground. 

When test set CAP-RES 
CHECK switch is set to 
MEGOHMS EXT RES, test 
set can be used to measure 
insulation resistance of any 
aircraft system wiring. 


Displays measured resist- 
ance in megohms. Oper- 
ates in conjunction with 
Megohmmeter RANGE 
SELECTOR switch. 
Resistance displayed on 
indicator is a multiple of 
setting selected on Meg- 
ohmmeter RANGE 
SELECTOR switch. 


Operates in conjunction with 
Megohmmeter RANGE 
SELECTOR switch. 


2-5 


CAP-RES CHECK switch 
(5103) (continued) 


MEGOHMMETER indicator 


Megohmmeter ZERO ADJ 
control (R107) 
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Table 2-1. Control Panel, Operating Controls, Indicators, and Connectors (continued). 


ing test set to aircraft 
indicator compensator 
connector. 


nector (J403) 


Name of Control, 
Index Indicator, or Function 
Number Connector 
15 Megohmmeter ZERO ADJ Permits calibration of 
control (R107)-continued MEGOHMMETER indicator 
at zero setting when Meg- 
ohmmeter RANGE SELECTOR 
is set to ZERO CAL. 
16 Megohmmeter MIDSCALE Operates in conjunction with 
ADJ control (R106) Megohmmeter RANGE 
SELECTOR switch. Per- 
mits calibration of the 
midscale setting when 
Megohmmeter RANGE SELEC- 
TOR is set to MIDSCALE CAL. 
17 Megohmmeter RANGE Operates in conjunction with 
SELECTOR switch MEGOHMMETER indicator 
(5102) іо ехіепа гапде ої 
resistance which can be 
measured by MEGOHM- 
METER indicator. When 
set to MIDSCALE CAL or 
ZERO CAL, permits 
calibration of MEGOHM- 
METER indicator at mid- 
scale or zero points. 
18 EXT RES terminals (E102 Provides for connection to 
and E103) external resistance to be 
measured. Functions in 
conjunction with 
CAP-RES CHECK switch. 
19 TEST IND COAX connec- Provides means for connect- 
tor (J401) ing test set to aircraft 
indicator coaxial connector. 
20 TEST IND UNSH connec- Provides means for connect- 
tor (J402) ing test set to aircraft 
indicator unshielded con- 
nector. 
21 TEST IND COMP con- Provides means for connect- 
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Table 2-1. Control Panel, Operating Controls, hdicators, and Connectors (continued). 


Name of Control 
Index Indicator, or Function 
Number Connector 


Provides fine adjustment of 
tank unit compensator 
probe capacitance which is 
simulated by test set when 
testing aircraft indicator. 


Locks COMP 25-250 MMF 
control setting. 


Indicates capacitance of 
standard capacitor includ- 
ed in test set. 


Establishes test set mode of 
operation. When FUNC- 
TION SELECTOR switch is 
set to CAP IND-ZERO CAL 
permits zero adjustment of 
CAPACITOR INDICATOR. 
When FUNCTION SELECTOR 
switch is set to CAP IND- 
HIGH CAL, permits adjust- 
ment of CAPACITOR 
INDICATOR in high range, 
When FUNCTION SELECTOR 
switch is set to TANK UNIT 
TEST-COMP, test set 
measures either resist- 

ance or capacitance of air- 
craft tank unit compensator 
probe, depending on setting 
of CAP-RES CHECK 

Switch. 


Locks PROBE 25-250 MMF 
control setting. 


Provides fine adjustment of 
tank unit main probe capac- 
itance to be simulated by 
test set when testing air- 
craft indicator. 


Provides adjustment of tank 
unit main probe capacitance 
(in 200 pF steps, from O to 
800 pF) to be simulated by 
test set when testing air- 
craft indicator. 


COMP 25-250 MMF 
control (C402) 


COMP 25-250 MMF 
control lock 


STANDARD CAPACITOR 
MMF nameplate 


FUNCTION SELECTOR 
switch (8401) 


PROBE 25-250 MMF 
control lock 


PROBE 25-250 MMF 
control (C401) 


PROBE MMF range 
selector switch 
(200 pF step) 

(S403) 


22 
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Table 2-1. Control Panel, Operating Controls, Indicators, and Connectors (continued) 


Name of Control, 
Index Indicator, or Function 
Number Connector 
29 PROBE MMF range Provides adjustment of tank 
selector switch unit main probe capacitance 
(1000 pF step) (in 1000 pF steps, from O to 
(5402) 5000 pF) to be simulated by 
test set when testing air- 
craft indicator. 
30 SPARE fuse (F401) Provides for rapid replace- 


ment of defective 1/2 AMP 
fuse (F101). 


b. Connect grounding lead from test set 
GROUND terminal (5) to suitable ground. 


CAUTION 


Test set operates from 400 Hz, single 
phase power source. Do not connect 
test set to 60 Hz power source or dam- 
age to test set may occur. 


c. Connect power cable (2237[ figure 2-2) to 
115V 400 CPS connector (4,[figure 2-1) on test 
set. 


NOTE 


Test set can be operated from either ex- 
posed AC power terminals or con- 
ventional AC outlets. 


d. If conventional AC outlet is available, con- 
nect AC adapter power cable 2238 to power cable 
2237. If conventional AC outlet is not available, 
but exposed AC power terminals are available, 
connect AC power cable 2239 to power cable 
2237. 


е. Соппесі AC adapter power cable 2238 or 
2239 to AC power source. 


2-4. Preliminary Operating Procedure. 


Before tests or measurements can be made us- 
ing the test set, the following preliminary steps 
must be performed. The steps given must be per- 
formed in the sequence indicated in order to en- 
sure proper system build-up. 


а. Set test set Power ON/OFF switch [[2, fig-] 
ure[2-1) to OFF. 


WARNING 


The test set must be properly grounded 
before power is applied to the test set. 
Do not operate an ungrounded test set 
under any conditions. 


NOTE 


Suitability of ground connection de- 
pends on where the test set is being 
used. If the test set is being used to 
measure equipments installed on air- 
craft, ground the test set at any con- 
venient point on the aircraft's ground 
bus. /f the test set is being used to mea- 
sure equipment in a laboratory or shop, 
ground the test set to ап appropriate 
ground. 
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TF579 FUEL 
QUANTITY GAGE 
TEST- SET 


AV109566 


TO GROUND 


4] 2238 | 


CONVENTIONAL. AC 
OUTLETS 


å 9 
å 3 


EXPOSED AC 
TERMINALS 


2239 


Figure 2-2. Typical AC Power Connections. 


Section ІІ. MEASURING TANK UNIT PROBE CAPACITANCE 


a. Check that the grounding lead is properly 
connected (see 2-4b). 


b. Check that power cable is connected from 
test set to 115 Volts, 400 Hz, single-phase power 
sourcd (see 2-4с through e). 


c. Connect test set to aircraft liquid quantity 
fuel gage system as shown irj figure 2-3] 
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2-5. Scope. 


This section contains information and in- 
structions for measuring tank unit probe capac- 
itance on aircraft using liquid fuel gaging sys- 
tems. 

2-6. Operating Procedure. 

Proceed as follows to measure tank probe 
capacitance. 

WARNING 


Do not operate ungrounded test set. 
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7۴579 FUEL QUANTITY GAGE TEST SET 


TANK UNIT 


INDICATOR 
ADAPTE 
CABLE 


AIRCRAFT 
WIRING 


DaHODAMONO с G > 
љо VNR O GQ xr SC > 


AIRCRAFT AIRCRAFT 
FUEL TANK UNIT 
QUANTITY PROBE 


INDICATOR UNDER TEST 


UNDER TEST 


NOTE: 
ж REFER TO ARMY AIRCRAFT AND FUEL QUANTITY INDICATOR CABLE 
TABLE FOR APPROPR/ATE CABLE REFERENCE DESIGNATION 


AV109567 


Figure 2-3. Typical System Interconnection Diagram 
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i. Set Capacitance RANGE SELECTOR 
switch (7) to lowest multiplier at which CAPAC- 
ITANCE INDICATOR (6) pointers come to rest. 
For example, if capacitance being measured is 
270 pF, CAPACITANCE INDICATOR' (6) pointers 
will come to rest when Capacitance RANGE SE- 
LECTOR switch (7) is set to X50, X10, and X3 po- 
sitions. Although the capacitance indicated on 
CAPACITANCE INDICATOR (6) can be guessed 
at the X50 setting of the Capacitance RANGE SE- 
LECTOR switch (7), and approximated at the X10 
setting, an accurate value can be measured only 
at the ХЗ setting. If Capacitance RANGE SE- 
LECTOR switch (7) is too low to measure capac- 
itance of tank unit probe, CAPACITANCE INDI- 
CATOR (6) pointers will rotate clockwise without 
stopping. In the example given, setting Capac- 
itance RANGE SELECTOR switch (7) to X3 will 
cause CAPACITANCE INDICATOR (6) to indicate 
90. Multiply reading displayed on CAPACITANCE 
INDICATOR (6) by setting on Capacitance 
RANGE SELECTOR switch (7) to determine actu- 
al capacitance in pF. 


For example: 
CAPACITANCE INDICATOR 
display= 90 
Capacitance RANGE SELECTOR 
switch setting= x3 


Actual capacitance= 270pF 


NOTE 


When power is removed from test set, 
reading displayed on CAPACITANCE 
INDICATOR (6) may not return to zero. 
No harm or damage will result to the 
test set if CAPACITANCE INDICATOR 
does not indicate a reading of zero. 


When all tank unit probe capacitance 
measurements have been made, set Power ON/ 
OFF switch (2) to OFF. 


k. Disconnect test set from aircraft and re- 
connect aircraft wiring. 
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d. Set Power ON/OFF switch (2[ figure 2-1] 
to ON and allow test set to warm up for at least 
five minutes. 


e. Set CAP-RES CHECK switch (13) to CAP. 


f. Check calibration of CAPACITANCE IN- 
DICATOR (6) as follows: 


(1) Set FUNCTION SELECTOR switch 
(25) to CAP IND ZERO CAL and Capacitance 
RANGE SELECTOR switch (7) to X1. 


(2) Check that CAPACITANCE ІМРІ- 
САТОВ (6) reads 0 pF. If not, remove Capac- 
itance ZERO ADJ control (9) protective cap and, 
using insulated screwdriver, adjust capacitance 
ZERO ADJ control (9) until CAPACITANCE INDI- 
САТОВ (6) reads exactly 0 pF. 


(3) Set FUNCTION SELECTOR switch 
(25) to CAP IND HIGH CAL and Capacitance 
RANGE SELECTOR switch (7) to X50. 


(4) Check that CAPACITANCE INDI- 
CATOR (6) reads value stamped on STANDARD 
CAPACITOR MMF nameplate (24). If not, remove 
Capacitance HIGH ADJ control (8) protective cap 
and use insulated screwdriver to adjust control (8) 
until CAPACITANCE INDICATOR (6) reads ex- 
actly value stamped on STANDARD CAPACITOR 
MMF nameplate (24). 


(b) Repeat steps (1) through (4) above as 
often as necessary until proper indications are ob- 
tained. 


(6) Reinstall protective caps on Capac- 
йапсе ZERO ADJ (9) and HIGH ADJ (8) controls. 


9. Set Capacitance RANGE SELECTOR 
Switch (7) to X50. 


h. To measure tank unit main probe capac- 
itance, set FUNCTION SELECTOR switch (25) to 
TANK UNIT TEST-UNSH position. To measure 
tank unit compensator probe capacitance, set 
FUNCTION SELECTOR switch (25) to TANK 
UNIT TEST-COMP. 
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Section Ш. MEASURING TANK UNIT PROBE 
INSULATION RESISTANCE 


tive cover from Megohmmeter MIDSCALE ADJ 
control (16). Using insulted screwdriver, adjust 
Megohmmeter MIDSCALE ADJ control (16) until 
MEGOHMMETER indicator (14) pointer is on 
MIDSCALE calibration mark. Do not replace Me- 
gohmmeter MIDSCALE ل۸0‎ control (16) cover at 
this time. 


(b) Repeat steps (1) through (4), above, 
as often as necessary until proper indications are 
obtained. 


(6) Install Megohmmeter ZERO ADJ 
control (15) cover and Megohmmeter MIDSCALE 
ADJ control (16) cover. 


g. To measure leakage resistance between 
elements of tank unit main probe, set FUNCTION 
SELECTOR switch (25) to TANK UNIT TEST- 
UNSH. To measure leakage resistance between 
elements of tank unit compensator, set FUNC- 
TION SELECTOR switch (25) to TANK UNIT 
TEST-COMP. 


NOTE 


The three center positions of CAP-RES 
CHECK switch (13) have letter designa- 
tions A, B, and C which correspond to 
TANK UNIT connectors (10), (11), and 
(12); A designates the coaxial con- 
ductor, B designates the unshielded 
conductor, and C designates the com- 
pensator conductor. 


h. Set CAP-RES CHECK switch (13) to posi- 
tion corresponding to resistance measurement to 
be made. 


і Set Megohmmeter RANGE SELECTOR 
switch (17) to multiplier setting so that ME- 
GOHMMETER indicator (14) displays a reading 
closest to midscale. For example, if resistance to 
be measured is 50 megohms, the resistance can 
be measured when Megohmmeter RANGE SE- 
LECTOR switch (17) is set to X10, X100, or X1000 
positions. However, an accurate value can be 
measured only at X100 setting. In the example 
given, setting Megohmmeter RANGE SELECTOR 
switch (17) to X100 position causes indicator to 
read 0.5. Multiply reading displayed on ME- 
GOHMMETER indicator (14) by setting on Me- 
gohmmeter RANGE SELECTOR switch (17) to de- 
termine actual resistance in ohms. 


2-7. Scope. 


This section contains information and in- 
structions for measuring tank unit probe in- 
sulation resistance on aircraft using liquid fuel 
gaging systems. 


2-8. Operating Procedure. 
WARNING 
Do not operate ungrounded test set. 


Proceed as follows to measure tank unit probe in- 
sulation resistance. 


a. Check that the grounding lead has been 
properly connected (see 2-4 b). 


b. Check that power cable is connected from 
test set to 115 volts, 400 Hz, single phase power 
sourcd (see 2-4с through e). 


c. Connect test set to aircraft liquid quantity 
fuel gage system as shown їй figure 2-3] 


d. Set Power ON/OFF switch (2) figure 2-1| 
to ON and allow test set to warm up for at least 
five minutes. 


e. Set CAP-RES CHECK switch (13) to EXT 
RES position. 


f. Check that MEGOHMMETER indicator 
(14) is properly calibrated at ZERO and MID- 
SCALE points of indicator as follows: 


(1) Set Megohmmeter RANGE SE- 
LECTOR switch (17) to ZERO CAL. 


(2) Observe that MEGOHMMETER іпді- 
cator (14) pointer is deflected to ZERO calibration 
mark on dial. if pointer does not deflect to ZERO 
calibration mark, unscrew protective cover from 
Megohmmeter ZERO ADJ control (15). Using in- 
sulated screwdriver, adjust Megohmmeter ZERO 
ADJ control (15) until MEGOHMMETER indicator 
(14) pointer is on ZERO calibration mark, Do not 
replace Megohmmeter ZERO ADJ control (15) 
cover at this time. 


(3) Set Megohmmeter RANGE SE- 
LECTOR switch (17) to MIDSCALE CAL. 


(4) Observe that MEGOHMMETER indi- 
cator (14) pointer is deflected to MIDSCALE cal- 
ibration mark on dial. If pointer does not deflect 
to MIDSCALE calibration mark, unscrew protec- 
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When all tank unit probe resistance mea- 
surements have been made, set Power ON/OFF 
switch (2) to OFF. 


k. Disconnect test set from aircraft and re- 
connect aircraft wiring. 


IV. SIMULATING TANK UNIT PROBE CAPACITANCE 


NOTE 


Tank unit compensation capacitance 
can be simulated from 25 to 250 pF. 


To simulate tank unit compensation ca- 
pacitance, proceed as follows: 


(1) Set FUNCTION SELECTOR switch 
(25) to TEST IND COMP SET. 


(2) Set Capacitance RANGE SELECTOR 
Switch (7) to lowest multiplier which will permit an 
accurate reading on CAPACITANCE INDICATOR 
(6). 

(3) Loosen COMP 25-250 MMF control 
lock (23). 


(4) Adjust COMP 25-250 MMF control 
(22) and Capacitance RANGE SELECTOR switch 
(7) until compensation capacitance determined in 
step fabove, is indicated by CAPACITANCE ІМ- 
DICATOR (6). 


(5) Tighten COMP 25-250 MMF control 
lock (23). 


h. To simulate tank unit probe capacitance, 
proceed as follows; 


(1) Set FUNCTION SELECTOR switch 
(25) to TEST IND-PROBE. 


(2) Subtract largest 1000 pF multiple 
possible from value of probe capacitance to be 
simulated as determined in step fabove, without 
obtaining a negative value, 


For example: 


Should the simulated probe capacitance be 
3355 pF, then 


3955 pF=Simulated probe capacitance 
-3000 pF=Largest 1000 pF multiple 
955 pF=Remainder 
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For example: 


MEGOHMMETER display= 0.5 


Meghohmmeter RANGE 
SELECTOR switch setting- X100 


Actual resistance= 50 
megohms 


Section 


2-9. Scope. 


This section contains information and in- 
structions for simulating the capacitance of tank 
unit probes used on aircraft using liquid fuel gag- 
ing systems. 


NOTE 


In order to avoid erroneous indications 
when testing aircraft liquid fuel gages 
without compensating capacitors, the 
protective cover on the TEST IND 
COMP connector (21, figure 2-1) must 
be installed on the connector. This pro- 
tective cover has a рт which grounds 
the compensator capacitor terminal and 
eliminates stray capacitance. 


2-10. Operating Procedure. 
WARNING 
Do not operate ungrounded test set. 
Proceed as follows to simulate the capacitance of 
a tank unit probe: 
a. Check that the grounding lead has been 
properly connected[(see 2-4b). 


b. Check that power cable has been con- 
nected to 115 volts, 400 Hz, single phase power 
source (see 2-4c through е). 


c. Connect test set to aircraft liquid quantity 
fuel gage system as shown ій figure 2-3 


d. Set Power ON/OFF switch (2,| figure 2-1] 
to ON and allow test set to warm up for at least 
five minutes. 


e. Set CAP-RES CHECK switch (13) to CAP. 


f. Determine the value of probe and com- 
pensation capacitances to be simulated. Refer to 
applicable aircraft technical manual 


(10) Set PROBE MMF range selector 
switch (200 pF step) (28) to largest 200 pF multi- 
ple, as calculated in step (3). 


(11) Observe that capacitance value dis- 
played by CAPACITANCE INDICATOR (6) multi- 
plied by setting of Capacitance RANGE SE- 
LECTOR switch (7) is value calculated as 
remainder in step (2). 


(12) Set Capacitance RANGE SELECTOR 
Switch (7) to lowest multiplier which will permit an 
accurate reading on CAPACITANCE INDICATOR 
(6) of value determined in step f. 


(13) Set PROBE MMF range selector 
switch (1000 pF step) (29) to largest 1000 pF mul- 
tiple, as calculated in step (2). 


(14) Observe that capacitance value dis- 
played by CAPACITANCE INDICATOR (6) multi- 
plied by setting of Capacitance RANGE SE- 
LECTOR switch (7) is value determined in step f. 


i. Set FUNCTION SELECTOR switch (25) to 
TEST IND-TEST. Setting FUNCTION SELECTOR 
switch (25) to IND-TEST automatically applies 
simulated probe and compensation capacitances 
to aircraft liquid fuel gage indicator under test. 


WARNING 


Make certain that when second test set 
is connected, ground lead has been 
properly connected as required in 2-4b. 
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(3) Subtract largest 200 pF multiple pos- 
sible from remainder calculated in step (2), above, 
without obtaining a value less than 25' pF. 


For example: 


The remainder in step (2), above, is 955 pF, 
then 


955 pF-Remainder step (2), above 
-800 pF=Largest 200 pF multiple 
155 pF=Remainder 


(4) Set both PROBE MMF range selector 
Switches (28) and (29) to OFF. 
) 


(b) Set Capacitance RANGE SELECTOR 
switch (7) to lowest multiplier which will permit an 
accurate reading on CAPACITANCE INDICATOR 
(6) of remainder calculated in step (3), above. 


(6) Loosen PROBE 25-250 MMF control 
lock (26). 


(7) Adjust PROBE 25-250 MMF control 
(27) and Capacitance RANGE SELECTOR switch 
(7) until capacitance calculated in step (3), above, 
is indicated by CAPACITANCE INDICATOR (6). 


(8) Tighten PROBE 25-250 MMF control 
lock (26). 


(9) Set Capacitance RANGE SELECTOR 
switch (7) to lowest multiplier which will permit an 
accurate reading on CAPACITANCE INDICATOR 
(6) of remainder calculated in step (2). 


Section V. MEASURING EXTERNAL RESISTANCE 


c. Connect aircraft wiring to be measured 
across EXT RES terminals (181 figure 2-1) of test 
set. 


cf. Set Power ON/OFF switch (2) to ON and 
allow test set to warm up for at least five minutes. 


e. Set CAP-RES CHECK switch (13) to EXT 
RES. 


f Check that MEGOHMMETER indicator 
(14) is properly calibrated at ZERO and MID- 
SCALE points of indicator (sed paragraph 2-8 f). 


9. Set Megohmmeter RANGE SELECTOR 
switch (17) to multiplier setting so that ME- 
GOHMMETER indicator (14) displays a reading 
closest to midscale. For example, a 50 megohm 
resistance can be measured when the Me- 


2-11. Scope. 


This section contains information and in- 
structions for measuring aircraft wiring leakage 
resistance. 


2-12, Operating Procedure. 
WARNING 


Do not operate ungrounded test set. 


Proceed as follows to measure aircraft wiring leakage 
resistance, 


a. Check that the grounding strap has been 
properly connected (see 2-4 b). 


b. Check that power cable is connected to 


115 volts, 400 Hz, single-phase power source [(see] 


through e). 
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For example: 
MEGOHMMETER display- 0.5 
Megohmmeter RANGE SELECTOR 
switch setting- X100 
Actual resistance- 50 
megohms 


h. When all aircraft wiring leakage resistance 
measurements have been made, set Power ON/ 
OFF switch (2) to OFF. 


i. Disconnect test set from aircraft and re- 
connect aircraft wiring. 


2-15/(2-16 blank) 


gohmmeter RANGE SELECTOR switch (17) is set 
to X10, X100, or X1000. Although the resistance 
can be guessed at the X1000 setting, and approxi- 
mated at the X10 setting, an accurate value can 
be measured only at the X100 setting. In the ex- 
ample given, setting Megohmmeter RANGE SE- 
LECTOR switch (17) to X100 causes indicator to 
display 0.5. Multiply reading displayed on ME- 
GOHMMETER indicator (14) by the setting of Me- 
gohmmeter RANGE SELECTOR switch (17) to de- 
termine actual resistance in ohms. 
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CHAPTER 3 


MAINTENANCE 


ORGANIZATIONAL 


INSTRUCTIONS 


Section І. PREPARATION FOR INSTALLATION, STORAGE 
AND SHIPMENT 


b. Check for cracked or shattered glass. 


c. Check all cables and accessories for ev- 
idence of damage. 


d. Check the equipment received against the 
master shipping list making certain that all the 
materials have been received. 


e. Check that all packing materials, dust, or 
other foreign matter has been removed from the 
test set. Pay particular attention to points of elec- 
trical contact. 


f. Report any irregularities and/or damage to 
the responsible activity. 


3-3. Preparation for Storage. 


The method of storage of the test set is the 
same as that specified for reshipment. Refer to 
[paragraph 3-4 [ог reshipment instructions. 


3-4. Preparation for Reshipment. 


Preservation, packaging, packing, and marking 
requirements for reshipment of the test set must 
be in accordance with the instructions contained 
inlfigure 3-1: 


3-1. Preparation for Installation. 
CAUTION 


Care should be exercised when moving 
the test set. The test set contains elec- 
tronic and electro-mechanical com- 
ponents and assembles which may be 
damaged if improperly handled. 


The test set is shipped as a single, self-con- 
tained unit, integrally housed in a combination 
case. No special instructions are required to un- 
pack and prepare the test set for use. Provision, at 
the using site, must be made to meet at least the 
minimum requirements listed below: 


a. Adequate lighting and ventilation. 


b. Provision for the power requirements 
stated in[table 1-1] 


3-2 Equipment Inspection on Delivery. 


When the test set is received, inspect the test 
set for possible damage in transit. Report ev- 
idence of damage immediately as required. A vi- 
sual inspection of the equipment should include 
the following as a minimum: 


a. Check for dented or sprung covers or oth- 
er visible signs of external damage. 
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TION, PACKAGING, PACKING AND MARKING REQUIREMENTS 


NONE NC LAT URE 


Test Set Indicator, Fuel Quantity Gauge (Capacitance Type) 


STOCK MUMBER PART NUMBER 


4920-109-5066 MIL-T-58092 


PACKAGING 
af racuaama SHALL BE 


[ ensena | waar | DUNNAGE |. сомтання | | 


MIL-B-121 
Grade ۸ PPP-C-843 
PACKING СЈ еме a Шікеуек с 


Qe می‎ BHALL ән PACKEO IN CONTAINERS CONFORMING то PPP-B-636 Weather Resistant 


un $. ITEMS BHALL BE PACKED IN CONTAINERS CONFORMING TO SPECIFICATION РРР-В-601 STYLE I OVERSEAS ТУРЕ. 
(СЛ е. PLYWOOD usto SHALL ва STANDARD GRADE WITH EXTERION GLUE OF GROUP В OF NN-F-930. 


Je. tres знаці. DE PACKED IM А MANNER TO INBURE CARRIER ACCEPTANCE AND ЗАРЕ DELIVERY AT DESTINATION. 
CONTAINERS BHALL BE IN ACCORDANCE WITH UNIFORM FREIGHT CLASSIFICATION RULES OR REGULATIONS OF 
OTHER CARRIERS APPLICABLE TO THE MODE OF TRANSPORTATION. 


Cje. orner 


MARKING 


8. MARKING OF SHIPMENTS 11968 JUNI 
THE CONTRACTOR SHALL МАМИ ALL SHIPMENTS UNDER THIS CONTRACT IN ACCORDANCE WITH THE EOITION ОР 
MIL-8TD-149, “MARKING FOR SHIPMENT AND STORAGE," IN EFFECT AS OF THE DATE OF THE SOLICITATION. 
ta. T-104.08) Im ADDITION. CONTROL PART NUMBER, 'F ANY. PART NUMBER, ANO SERIAL NUMBER, IF ANY, SHALL 
ВЕ MARKED ON THE UNIT CONTAINER. 


MATERIEL CONDITION MARKING SHALL BE APPLIED IN ACCORDANCE WITH PARAGRAPH 8.8.16 OF MIL-BTO-Z 
MATERIEL CONDITION TAG OF THE APPLICABLE TYPE WILL BE SECURELY ATTACHED DIRECTLY TO ALL UNINSTALLED 
OR STORTO AERONAUTICAL OR AIM DELIVERY ITEMS. WHEN SUCH ITEMS ARE PLACED OR STORTO IN CARTONS, 


PACKAGES, CRATES OR METAL SHIPPING CONTAINERS, А PLICATE MATERIEL CONDITION TAG OR LABEL WILL ФЕ 
ILS ATTACHED ТО THE EXTERIOR OF THE PACKAGE OR CONTAINER М SUCH А MANNER THAT WILL AFFOR 

мш MOTECTION FROM HANDLING AND WEATHER. TAGS WILL BE COMPLETED EITHER Bv TYPEWRITTEN OR 
PRINTED BLACK LEAD PENCIL ENTRIES, ITEMS OF А COMMON OR NONTECHNICAL NATURE 11.ө., COMMON HAROWARE. 
BULK MATERIALS, ETC. THE SERVICKABILITY OF WHICH 13 OBVIOUS, AND THE IDENTITY AND INSPECTION REQUIRE- 
MENTS ADEQUATELY INDICATEO Фу COMMERCIAL TAGS, LABELS OR MARKINGS, МАУ ВЕ RECEIVED, STORED, ISSUED 
OR SHIPPED WITHOUT MATERIEL CONDITION TAGS. 


ER- EXTERIOR ering CONTAINERS OF sims (Selected Пот Management Sy atom) MATERIEL WALL вк MARKED WITH 
эм PROJECT CODE DISC LABELS IN ACCORDANCE WITH PARAGRAPH 8.3.3.2.7 OF MIL-STO-1290. Ye TRA 
1 en Uu % Y La ` THEY ARE AVAILABLE IN TWO SIZES, 
и 3 AMD 0 X B. Саку ON YOUR ORDER т IZE AND QUANTITY REQUINED. 


PUBLICATION NUMBER 


AV109568 


Figure 3-1. Preservation, Packaging, Packing, and Marking Requirements. 
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INSTALLATION 


Ш. INSPECTIONS AND SERVICING 


c. Intermediate Inspection. The intermediate 
inspection is a combination of daily and inter- 
mediate inspection requirements for checking the 
test set that requires verification of normal oper- 
ation at frequencies between the daily and 
periodic inspections. intermediate inspection is 
accomplished every 25 to 30 hours of operation. it 
is intended that evidence of progressive inefficient 
operation or abnormal conditions be discovered 
during this inspection. This will preclude a pro- 
gression of discrepancies that will result in a ma- 
jor maintenance action required to remedy the de- 
ficiencies. 


d. Periodic Inspection. The periodic in- 
spection is a thorough and searching inspection 
of those items subject to failure or discrepancy. 
Periodic inspection is accomplished every 100 to 
120 hours of operation. 


е. Special Inspection. The special inspection 
is a series of tests to determine the cause of fail- 
ure. Special inspections are not required at the 
organizational level. 


3-7. Servicing. 


The test set does not require any servicing be- 
yond the inspection requirements contained in 
[paragraph 3-6 ht the organizational level. 
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Section ll. 


3-5. Installation Requirements. 


The test set does not require any special in- 
stallation instructions. The unit may be placed on 
a maintenance area work bench. The bench must 
contain facilities for furnishing the required ac op- 
erating power (seeltable 1-1). 


Section 


3-6. Inspection Requirements. 


contains the requirements to com- 
plete daily, intermediate, periodic, and special in- 
spections as applicable to the test set. These in- 
spections must be accomplished at the specified 
periods by organizational maintenance activities 
to assure that ail defects are discovered and cor- 
rected before a malfunction or serious trouble 
OCCUIS. 


NOTE 


All inspections required at each oper- 
ation shall be reaccomplished during 
daily, intermediate, and periodic in- 
spections. All daily inspections shall be 
reaccomplished during intermediate 
and periodic inspections. АП inter- 
mediate inspections shall be reac- 
complished during periodic inspections. 


a Each Operation. Every time the test set is 
operated the inspections noted in this column 
shall be performed. 


b. Daily Inspection. The daily inspection is 
accomplished following the last operation of the 
day, or preceding the next day's operation. Daily 
inspection requirements consist of visual exam- 
ination and operational checks to insure that the 
test set can safely and efficiently perform its as- 
signed mission. 
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Table 3-1. Inspection Requirements. 


Major Assembly 
Item Item, or Area Requirement 


Each Operation Inspection 


Controls Test set front panel. Operate switches and 
controls. Perform- 
ance should be 
smooth and positive. 
Detents should hold 
switches firmly in 
selected position. 

Indicator Lamp Test set front panel Check that power 
indicator lamp 
lights when Power 
ON/OFF switch (2, 
is set to 


ON. 
Electrical Con- Test set front panel and Inspect connectors for 
nectors and accessory cables. bent pins, damaged 
Cable Assem- shells, worn or 
blies frayed wiring. 
Indicators Test set front panel. Check for cracked or 


shattered glass. 


Daily Inspection 


Hardware Test set, general. Inspect for loose or 
missing hardware. 

Fuses Test set front panel. Check that proper 
fuse is installed in 
fuse holder. 


Intermediate Inspection 


Transit Case Test set exterior. Check for dented or 
sprung cover on 
case. 


Periodic Inspection 


Test Set Test set and cable assemblies, Check for grease, 
dirt, dust, or 
grime. 
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Section IV. PREVENTIVE MAINTENANCE 


dipped in ethyl alcohol (item 1,| table 1-4). A dry, 
lint-free cloth should be used to clean contacts. 


3-9. Lubrication. 


No lubrication of the test set is required at the 
organizational level of maintenance. 


3-8. Cleaning. 


The removal of grease, dirt, dust and grime on 
the test set is necessary for the proper operation 
of the test set. All items, except electrical con- 
tacts, should be wiped with a clean, lint-free cloth 


Section V. OPERATIONAL CHECKOUT 


made to the Corrective Action column to correct 
the malfunction. The steps given in[table 3-2] must 
be performed in the sequence indicated, in order 
to ensure proper system build-up and provide an 
immediate means of detecting a fault. Before 
starting the performance checks given in [table 3-] 
2, the Power ON/OFF switch (2,[figure 2-1) must 
be set to OFF. 


3-10. Performance Checks. 


Performance checks are given in[table 3-2] Per- 
formance checks are used to determine if the test 
set is operating within its operating limits. If the 
test set does not meet the requirements estab- 
lished in the Normal Indication column of table 3- 
a trouble is indicated and reference should be 


Table 3-2. Performance Checks 


Abnormal Corrective 
Indication Action 


Normal 
Step Action Indication 


NOTE 


Numbers in parentheses refer to index numbers o 


Replace Power 
ON indicator 
(8), 1/2 AMP 
fuse (1), or 
power cable if 
defective. If 
normal indica- 
tion cannot be 
obtained, refer 
test set to 
higher level of 
maintenance. 


Sed paragraph] 
[2-8f. If 

proper read- 
ing cannot be 
obtained, 

refer test set 
to higher 
level of 
maintenance. 


Power ON indica- 
tor (3) does not 
light. 


MEGOHMMETER 
indicator (14) 
does not read 
zero meg- 

ohms. 


1 Set Power Power ON indi- 
ON/OFF cater (3) 

Switch (2) lights. 
to ON. 

2 Set meghom- MEGOHMMETER 
meter indicator (14) 
RANGE reads O meg- 
SELECTOR ohms (ZERO 
switch (17) CALIBRATE 
to ZERO mark). 

CAL. 


Table 3-2. Performance Checks-Continued. 
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Normal Abnormal Corrective 
Step Action Indication Indication Action 

3 Set megohm- MEGOHMMETER MEGOHMMETER See paragraph 
meter indicator (14) indicator (14) 2-8f. If 
RANGE reads one meg- does not read proper read- 
SELECTOR ohm (MIDSCALE one megohm. ing cannot be 
switch (17) CALIBRATE obtained, 
to MID- mark). refer test set 
SCALE to higher 
CAL. level of 

maintenance. 

4 Set FUNC- CAPACITANCE CAPACITANCE Sed paragraph] 
TION INDICATOR (6) INDICATOR (6) [2-8f. If 
SELECTOR reads zero pF. does not read proper read- 
switch (25) zero pF. ing cannot be 
to CAP obtained, 
IND-ZERO refer test set 
CAL and to higher 
Capaci- level of 
tance indi- maintenance. 
cator 
RANGE 
SELECTOR 
switch (7) 
to X1. 

5 Set FUNC- CAPACITANCE CAPACITANCE Sed paragraph] 
TION INDICATOR (6) INDICATOR (6) [2-8f. If 
SELECTOR reads value does not read proper read- 
switch (25) stamped on value stamped ing cannot be 
to CAP STANDARD on STANDARD obtained, 

IND HIGH CAPACITOR CAPACITOR refer test set 
CAL and MMF name- MMF name- to higher 
Capaci- plate (24). plate (24). level of 
tance maintenance. 
RANGE 

SELECTOR 

switch (7) 


to X50. 
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Section VI. REPAIR AND REPLACEMENT OF AUTHORIZED PARTS 


3-12. Replacement. 
WARNING 


Set Power ON/OFF switch (2,[figure 2-] 
[1) to the OFF position before replacing 
fuse. 


CAUTION 


When inserting a new fuse into the test 
set, check to see that the proper value 
fuse (1/2 ampere) is used as a re- 
placement. Damage to the test set can 
occur if wrong value fuse is used. 


а. Fuse. Insert fuse[(2, figure] 3-2) into fus- 
eholder cap (1). Seat fuse (2) and fuseholder cap 
(1) into fuseholder (3), then press and turn fus- 
eholder cap clockwise until fuseholder cap is se- 
cure in fuseholder. 


b. Lamp. Install lamp (5,[figure 3-2) into lamp 
Socket (6) by pressing and turning lamp clockwise 
until lamp is secure in lamp socket. Screw indi- 
cator lens (4) clockwise into indicator socket (6) 
until indicator lens is secure in indicator socket. 


3-7 


3-11. Removal. 
WARNING 


High voltages, dangerous to personnel, 
are present in the test set. Do not at- 
tempt to work on test set components 
while test set is operating or connected 
to 115 volt power line. To prevent injury 
to personnel, make certain that Power 
ON/OFF switch (item 2, figure 2-1) is іп 
the OFF position when making minor 
parts replacements. 


а Fuse. The fuseholder сар (1[ figure 3-2] 
must be removed to gain access to fuse (2). Re- 
move fuseholder cap (1) from fuseholder (3) by 
pressing cap down, rotating cap one-quarter turn 
counterclockwise, and pulling the cap and fuse 
(2) from fuseholder (3). Extract fuse (2) from fus- 
eholder cap (1). 


b. Lamp. The indicator lens (4,[figure 3-2) 
must be removed to gain access to lamp (5). Un- 
screw indicator lens (4) counterclockwise from in- 
dicator socket (6). Remove lamp (5) from indi- 
cator socket (6) by pressing lamp down, rotating 
lamp one-quarter turn counterclockwise, and ex- 
tracting lamp from indicator socket. 
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KEY TO FIG. 3-2: 
Fuseholder cap 
Fuse 
Fuseholder 
Lens, indicator 
Lamp 

Socket, indicator 


AV109569 


@ m > O N л 


Figure 3-2. Removal and Replacement of Parts Authorized at Organizational Level. 
3-8 
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PARTS LIST-ORGANIZATIONAL MAINTENANCE 


FIG. AND 
INDEX NO. 


05808 
75915 
05808 
05808 
24455 
05808 


3-9/(3-10 BLANK) 


PART NO. 


FHN19G 
412-1/2 
FHN19G 
EF2112R05 
NE51H (B2A) 
EF2112R05 


SECTION VII. 


3-4 
=} 
-2 
=3 
-4 
= 
-6 
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CHAPTER 4 
DIRECT SUPPORT AND GENERAL SUPPORT 


INSTRUCTIONS 


MAINTENANCE 


Section І. PREPARATION FOR MAINTENANCE, STORAGE, 
AND RESHIPMENT 


4-2. Preparation for Storage. 


Prepare the test set for storage in accordance 
with [paragraph 3-3] 


4-3. Preparation for Reshipment. 


Prepare the test set for reshipment in ac- 
cordance with[ paragraph 3-4] 


4-1. Preparation for Maintenance. 


а. If test set is packed, unpack in accordance 


with 


b. Inspect the test set in accordance with 
D C D 


c. Make certain proper size fuse is installed 
in the test set prior to operation. 


Section ІІ. CHECKOUT AND ANALYSIS 


е. Rotate Capacitance RANGE SELECTOR 
Switch (7) to X3, X10 and X50, stopping at each 
position. Check that CAPACITANCE INDICATOR 
(6) pointers do not shift from zero. If pointers shift 
from zero, refer to[paragraph 4-23] for adjustment 
of STRAY BAL ADJ potentiometer R120. 


f. Set FUNCTION SELECTOR switch (25) to 
CAP IND HIGH CAL. CAPACITANCE INDI- 
CATOR (6) shall read exact value stamped on 
STANDARD CAPACITOR MMF nameplate (24). 
Refer (o paragraph |2-6f for calibration if CAPAC- 
ITANCE INDICATOR (6) reading and STANDARD 
CAPACITOR MMF nameplate (24) value are not 
identical. 


g. Set FUNCTION SELECTOR switch (25) to 
TEST IND PROBE SET, Capacitance RANGE SE- 
LECTOR switch (7) to X3 and PROBE MMF range 
selector switches (28) and (29) to OFF. Release 
PROBE 25-250 MMF control lock (26) and rotate 
PROBE 25-250 MMF control (27) through entire 
range. Check that CAPACITANCE INDICATOR 
(6) reads from 25 to 250 pF as PROBE 25-250 
MMF control (27) is rotated from maximum coun- 
terclockwise to maximum clockwise. 


h. Set Capacitance RANGE SELECTOR 
switch (7) to X1 and rotate PROBE 25-250 ММЕ 
control (27) until CAPACITANCE INDICATOR (6) 
reads 30 pF and set PROBE 25-250 ММЕ control 
lock (26). Set PROBE MMF range selector switch 


4-1 


4-4. Checkout Instructions. 


The following instructions are used to de- 
termine whether the test set meets minimum per- 
formance standard$. Figures 411 through 4-8 illus- 
trate test setup configurations and are referenced 
at appropriate points in the checkout instructions. 
These instructions are performed in sequence to 
provide complete and rapid checkout of the test 
set, 


a. Set Power ON/OFF switch (2) figure 2-1| 
to OFF and connect 115 volts, 400 Hz input power 
to test set 115V 400 CPS connector (4) (refer to 


). 
WARNING 
Do not operate ungrounded test set. 


b. Connect ground lead from test set 
GROUND terminal (5) to suitable ground. 


с. Set test set Power ON/OFF switch (2) to 
ON. Check that Power ON indicator (3) lights, 
and allow five minutes for test set to warm up. 


d. Set CAP-RES CHECK switch (13) to CAP, 
Capacitance RANGE SELECTOR switch (7) to XI 
and FUNCTION SELECTOR switch (25) to CAP 
IND ZERO CAL. CAPACITANCE INDICATOR (6) 
shall read 0 pF. Refer to| paragraph 2-6 for cal- 
ibration if CAPACITANCE INDICATOR does not 
read exactly zero. 


TFS79 FUEL 
QUANTITY GAGE TEST SET 


LES INDI 


49109571 


Figure 4-2. Setup for Checking TEST IND TEST 
Circuits, COMP-UNSH. 


n. Connect test set cables as shown ir[ figure] 
4-2. 


0. Set FUNCTION SELECTOR switch (25) to 
TANK UNIT TEST-COMP and check that CAPAC- 
ITANCE INDICATOR (6) reads 100 pF. 


p. Set Megohmmeter RANGE SELECTOR 
switch (17) to ZERO CAL and check that ME- 
GOHMMETER indicator (14) reads exactly ZERO 
megohms. Refer to 2-8f for calibration if neces- 
sary. 


q. Set Megohmmeter RANGE SELECTOR 
switch (17) to MIDSCALE CAL and check that 
MEGOHMMETER indicator (14) reads exactly 1 
megohm (MIDSCALE). Refer to 2-8f for cal- 
ibration if necessary. 


r. Connect 1 megohm resistance standard 
table 1-3) across EXT RES terminals (18) as 
shown in[figure 4-3] 


s. Set CAP-RES switch (13) to EXT RES, Me- 
gohmmeter RANGE SELECTOR switch (17) to X1 
and check that MEGOHMMETER indicator (14) 
reads 1 megohm. 


t. Substitute 10 megohm resistance standard 
for 1 megohm resistance standard 
across EXT RES terminals (18) and set Me- 
gohmmeter RANGE SELECTOR switch (17) to 
X10. Check that MEGOHMMETER indicator (14) 
reads 10 megohms. 
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(200 pF step) (28) to 200, 400, 600, and 800 in 
succession. Set Capacitance RANGE SELECTOR 
switch (7) as required and check that CAPAC- 
ITANCE INDICATOR (6) reads 230 +5 pF, 430 
+6,5 pF, 630 +9.0 pF, and 830 +12.0 pF, re- 
spectively. 


i. Set PROBE MMF range selector switch 
(200 pF step) (28) to OFF and (1000 pF step) (29) 
to 1000, 2000, 3000, and 4000 in succession. 
Check that CAPACITANCE INDICATOR (6) reads 
1030225 pF, 2030 +32.5 pF, 3030 +45.0 pF, and 
4030 +60.0 pF. Record CAPACITANCE INDI- 
CATOR (6) reading with PROBE MMF range se- 
lector switch (1000 pF step) (29) set to 4000. 


j. Connect appropriate test cables to test set 
as shown in[figure 4-1] 


a 


К 


TANK UNIT] (С0ОАХ]С+ © 


2 


TFS79 FUEL 


QUANTITY GAGE TEST ser LIEST IND) 


AV109570 


Figure 4-1. Setup for Checking TEST IND TEST 
Circuits, COAX- UNSH. 


k. Set FUNCTION SELECTOR switch (25) to 
TANK UNIT TEST-UNSH and check that CAPAC- 
ITANCE INDICATOR (6) reads value recorded in 
step ¡above. 

/. Set FUNCTION SELECTOR switch (25) to 
TEST IND COMP SET, release COMP 25-250 
MMF control lock (23) and repeat step g above 
using COMP 25-250 MMF control (22). 


m. Adjust COMP 25-250 ММЕ control (22) for 
CAPACITOR INDICATOR (6) reading of 100 pF. 
Disconnect test cables. 


4-2 
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7۴5۹79 FUEL QUANTITY GAGE TEST SET 
Q 


OOO 
[ei A ,5 
EJ? 
RES О 
100 MEGOHM 


RESISTANCE 
STANDARD 


АУ109573 


Figure 4-4. Setup for Checking Resistance Меа- 
suring Circuits using TANK UNIT COMP C and 
COAX A Connectors. 


7۴579 FUEL QUANTITY GAGE TEST SET 


100 MEGOHMS 
RESISTANCE 
STANDARD 


AV109574 


Figure 4-5. Setup for Checking Resistance Mea- 
suring Circuits Using TANK UNIT COAX A and 
UNSH B Connectors. 
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TFS79 FUEL QUANTITY GAGE TEST SET 


О 


O © O 
С А 8 


I, 10, OR 100 
MEGOHMS 
RESISTANCE 
STANDARD 
AV109572 


Figure 4-3. Setup for Checking Resistance Mea- 
suring Circuits Using EXT RES Terminals. 


u. Substitute 100 megohm resistance stan- 
dard for 10 megohm resistance standard 
[3) across EXT RES terminals (18) and set Me- 
gohmmeter RANGE SELECTOR switch to X100. 
Check that MEGOHMMETER indicator (14) reads 
100 megohms. Disconnect 100 megohm re- 
sistance standard. 


v. Connect 100 megohm resistance standard 
across TANK UNIT COMP C (10) and TANK 
UNIT COAX А (11) connectors as shown іп figure] 
[4-4 land set CAP-RES CHECK switch (13) to ME- 
GOHMS A-C A.B. 


w. Check that MEGOHMMETER Indicator 
(14) reads 1 megohm 20.125 inch of scale. Dis- 
connect 100 megohm resistance standard. 


X. Repeat step w above with 100 megohm re- 
sistance standard connected across TANK UNIT 
COAX A (11) and TANK UNIT UNSH B (12) con- 

ectors as shown in[figure 4-5] Disconnect 100 
megohm resistance standard. 


QUANTITY GAGE TEST SET. 
TANK UNIT 


c A в 
85 
RESI) 


/OO MEGOHMS 
RESISTANCE 
STANDARD 


72579 FUEL 


AV109576 


Figure 4-7. Setup for Checking Resistance Mea- 
suring Circuits Using TANK UNIT COMP C Con- 
nector and GROUND Terminal. 


TFS79 FUEL QUANTITY GAGE TEST SET 
TANK UNIT 


O O O 
EO 
/OO MEGOHMS 


RESISTANCE 
STANDARD 


AV109577 


Figure 4-8. Setup for Checking Resistance Mea- 
suring Circuits Using TANK UNIT UNSH B Co 
nector and GROUND Terminal. 
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y. Set CAP-RES CHECK switch (13) to ME- 
GOHMS A-GRD and repeat step w with 100 me- 
gohm resistance standard connected across 
TANK UNIT COAX A connector (11) and 
GROUND terminal (5) as shown in figurb 4-6. Dis- 
connect 100 megohm resistance standard. 


TF579 FUEL QUANTITY GAGE TEST SET 
O O О 


COMP] ICOAX | |UNSH 
с А в 
Emo 
RES О 


100 MEGOHMS 
RESISTANCE 
STANDARD 


GROUND 


AV109575 


Figure 4-6. Setup for Checking Resistance Mea- 
suring Circuits Using TANK UNIT COAX A Con- 
nector and GROUND Terminal. 


z. Set CAP-RES CHECK switch (13) to ME- 
GOHMS C-GRD B-GRD and repeat step w above, 
with 100 megohm resistance standard connected 
first across TANK UNIT COMP С connector (10) 
and GROUND terminal (5) as shown іп figure 4-7 
and then across TANK UNIT UNSH B connector 
(12) and GROUND terminal (5) as shown ir figure] 
4-8. Disconnect 100 megohm resistance standard. 


aa. Set Power ON/OFF switch (2) to OFF and 
disconnect standard resistance and all cables 
from test set. 


ab. Check continuity of main cable assembly 
(part number 2688) as follows: 


NOTE 


Use multimeter set to ] X1 scale for all 
continuity checks. 


4-4 
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(4) Set toggle switches 51 and 52 to 1 
and check for continuity between inner con- 
ductors ef connectors РВ P7 PB and P5 and pine 
C F К and A respectively of connector РІ 


(9) Set toggle switches S1 and S2 to 2 
and check for continuity from inner conductor of 
connectors P6 and P7 to pin В ої connector P3 


ae Check continuity of tank unit test harness 
(part number 2690-1 and -2) as follows 


(1) Check for continuity between pin М 
of connector P1 and inner conductor of connector 
P2 


(2) Check for continuity between pin V 
of connector Р) and inner conductor of connector 
P3 


(3) Check fcr continuity between pins L 
М and A of connector РІ 


af Check power сабіє assembly (part numb- 
er 2239) by checking for continuity between pin ھ‎ 
of connector and clip no 1 and between pin C 
and сир no 2 


ag Check power cable assembly (part numb- 
er 2237) by checking for continuity between cor- 
responding pins (А В and C) of connector РІ 
and P2 


ah Check power cable assembly (part numb- 
er 2238) by checking for continuity between pins 
A C and B of connector Pi and рт no + no 2 
and the ground lug of connector P2 respectively 


а Check for continuity across remaining sin- 
gle conductor cables and leads 


4-5 Troubleshooting Analysis 


Troubleshooting of the test set is presented in 
table 4-1 which lists common malfunctions prob- 
able causes and appropriate corrective action 
Procedures provided in table 4-1 are used in con- 
juctio 1 with the schematic diagram figure 4-9 as 
a guide to efficient troubleshooting Trou- 
bleshooting :s further sımplified by functionally 
dividing test set circuits into categories which aid 
fault isolation. The following five categories out- 
line logical approaches to isolate the causes of 
possible malfunctions 


4-5 


(1) Using four tee connectors supplied 
with test set connect P5 to Рб P4 to Р? P3 to Ра 
and P2 to Pg 


(2) Check for continuity between cor- 
responding pins of connectors P1 and P10 (for 
ехатр!е Р1-Н to P10-H) except for pins LK M 
N V and T 


)3( Check for continuity between pins L 
К M N V and T of connector РІ 


(4) Repeat step (3) above for connector 
P10 


(3) Check for continuity between рт А 
of connector P11 and pin F of connectors P1 and 
P10 


(6) Check for continuity between pin C 
of sonnector P11 and pin E of connectors P1 and 
P10 


NOTE 


Do not disconnect tee connectors at 
this time 


ec Check 12 adapter cable assemblies (part 
numbers 2687A1 through A6 and 268781 through 
Вб. as follows 


(1) Connect adapter cable assemblies 
2687A1 and 268781 to connectors P1 and P10 of 
main cable assembly 


(2) Check for continuity between cor- 
responding pins of A1 and B1 adapter cable as- 
sembly connectors that remain unconnected 


(3) Disconnect two adapter cable assem- 
blies and repeat steps (1) and (2) above for A2 
through Аб and B2 through B6 cable assemblies 


(4) Disconnect all adapter cables and tee 
connectors from main cable assembly 


ad Check continuity of indicator test cable 
assembly (part number 2689) as follows 


(1) Check for continuity between the fol- 
lowing corresponding pins of connectors Pt and 
P? G DPN M H and B (for exampte P1-G to 
P2-G) 


(2) Check for continuity between pin G 
of connectors P1 and P2 and pin А of connectors 
РЗ and РА 


(3) Check for continuity between pin D 
of connectors P1 and P2 and pin C of connectors 
P3 and P4 


8ھ 


COMP SET 
PROBE SET 


тр 
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NOTES 
L ALL SWITCHES SHOWN IN EXTREME CCW POSITION 
Ф UNLESS ONHERWISE SPECIFIED دوہ‎ TANCES ARE IN 


15 CAS 
CAPACITANCES ARE IN MICROFARADS. 


3 F= FRONT SECTION OF SWITCH WAFER 
Re REAR SECTION OF WAFER AS VIEWED FROM SHAFT ENO 


4. مم‎ C. FRONT ON WAFER TERM ^! (SHORTING FUNCTION) 
IPER# 2 (PICK UP FUNCTION) AS VIEWED 


REAR WAFER мі 
PROM ЗНАЕТ END 


Figure 4-9. Test Set Schematic Diagram 


4-6 Change 1 
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whereas rotation of switch S402 causes an incor- 
rect reading, then capacitors C403, C404, C405 
and C406 are suspect and should be checked. 


NOTE 


Capacitors C401 through C411 are tem- 
perature-stabilized assemblies. If а 
short or significant value change oc- 
curs, the defective capacitor assembly 
must be replaced. 


d. Capacitance Indicator DSC686. |f this unit 
is inoperative or cannot be properly calibrated, it 
must be replaced. To check calibration, refer to 
ТИЛЕШ: In addition, with pcwer off, use 
volt-ohmmeter and check for continuity between 
capacitance indicator case and the following pins 


of connector J101: ہل‎ І, M, and L. Resistance shall 
not be greater than 0.2 ohm. 


e. Megohmmeter Indicator DSM694. If this 
unit is inoperative or cannot be properly cal- 
ibrated, it must be replaced. To check calibration, 
refer to[paragraph 2-8, In addition, with power 
off, use volt-ohmmeter and check for continuity 
between indicator rear case plate and J501-N and 
between J501-E and J501-L. 


аа Input Power and Signal Voltages. If the 
test set is completely inoperative, check for input 
power (115 volts, 400 Hz) across J104-A and 
J 104-C (seel figure 4-9). Then check Power ОМ/ 
OFF switch 5101 and fuse F101. If signal voltage 
is not present across potentiometers R108, R109, 
or R120, check bridge transformer T101. 


b. Switching Circuits. If operation of any test 
set functional switch (5101 through 5104, $401 
through S403) does not cause proper indication 
when the test set is operative, a power-off con- 
tinuity test may immediately locate the cause of 
the trouble (refer to[figure 4-9]. 


c. Capacitance Simulator Assembly. 
Basically the capacitance simulator assembly con- 
sists of capacitors C401 through C411, and rotary 
switches S402 and S403 ($ee figure]4-9). If oper- 
ation of switches S402 and S403, or variable ca- 
pacitors C401 or C402 does not cause a related 
indication on the CAPACITANCE INDICATOR, еі- 
ther replace the capacitance simulator assembly 
as a unit, or isolate the trouble to the faulty com- 


ponent, replace and recalibrate. (Sed paragraph 2-] 


[61.) For example, if rotation of switch S402 causes 
proper CAPACITANCE INDICATOR reading, 


Table 4-1. Troubleshooting Chart. 


Corrective action 


Probable cause 


Malfunction 


à. Replace fuse F101. 
(Refer to para- 
graphs 3-11 and 
3-12.) 

b. Use VTVM and 
check input 
power, 


а. Fuse F101 open. 


1. Test set completely 
inoperative. 


b. Power source faulty. 


Replace switch 
5101. (Refer to 

| paragraph 4-101) 
Check and replace 
resistors as re- 
quired. (Refer 

іо| paragraph| 
4-101) 

Check calibration 
as described in 


д. 


с. Faulty Power ОМ/ 


OFF switch 5101 
(2, figure 2-1. 


а. Open in resistor net- 


work R111 through 
R114. 


b. Improperly calibrated 


RANGE SELECTOR 
switch 


2. When measuring 
capacitance, rota- 
tion of Capacitance 
RANGE SELEC- 
TOR switch S104 
(7, [figure 2-1) 
does not have 
proper effect on 
CAPACITANCE 


Table 4-1. Troubleshooting Chart-continued 
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Corrective action 


Probable cause 


Malfunction 


a. Check and replace 


as required. (Re- 


fer to[paragraph] 
4-10.) 


. Check for ac volt- 


age across T101- 
3 and T101-4 and 
across T101-1 
and T101-5. If 
either is open, 
replace trans- 
former T101. 
(Refer to para- 
graph 4-11.) 


. With power off, 


use VOM and 
check for 
10,000 ohms 
2500 ohms 
across P101-B 
and P101-C. 

NOTE 
If corrective action is 
required for steps 1 
through 3, check cal- 
bration of CAPACI- 
TANCE INDICATOR 
(веб paragraph 2-6 f). 


. If power ON indi- 


cator DS101 (3, 

is 
lighted, check 
for 115 volts, 
400 Hz across 
P101-H (high) 
and P101-G 
(low). 


. Use VIVM and 


check for ac 
voltage across 
P101-K (high) 
and ground. If 
no voltage is 
present, check 
test set switching 
circuits. (Refer 
to paragraph 
4-55.) 


. Open potentiometer 


R109 or R108. 


. Open secondary wind- 


ing of bridge trans- 
former T101. 


. Open within capaci- 


tance indicator. 


. Loss of input power 


(115 volts, 400 Hz) 
to capacitance 
indicator DSC686. 


. Loss of ac signal input 


to capacitance 
indicator DSC686. 


2-continued 
INDICATOR (6) 
pointers. 

3. When measuring 
capacitance, 
pointers of 
CAPACITANCE 
INDICATOR (6) 
always drive fully 
clockwise. 


4. CAPACITANCE 
INDICATOR (6, 
is 


inoperative. 
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Table 4-1. Troubleshooting Chart -continued 


Corrective action 


c. Replace capaci- 


tance indicator. 
(Refer to para- 
graph 4-8.) 


. Use VOM to make 


power-off conti- 
nuity check. Re- 
pair as required. 


. With power off, 


use volt-ohmme- 
ter and check for 
proper resist- 
ance across 
GROUND termi- 
nal E101 
ure[2-1) and 
Megohmmeter 
connector P103 
pins as follows: 
P103-J-1000 
megohms +1% 
Р103-К-100 
megohms %1% 
Р103-К-100 
megohms %1% 
Р103-В-10 
megohms +1% 
۲103-0-1 
megohm+1% 
Replace megohm- 
meter indicator if 
resistance is not 
as specified above. 
(Refer to para- 
graph 4-8.) 


. Check and replace 


potentiometer as 
required. (Refer to 


. Use UTVM and 


check for ac 
voltage between 
P103-D and -E 
and P103-F and 
-E of megohmme- 
ter indicator. If 
no voltage, check 
for ac voltage 
across same pins 
of capacitance 


Probable cause 


c. Defective capacitance 


indicator DSC686. 


a. Open within megohm- 


meter range selec- 
tor circuit. 


b. Open within megohm 
meter indicator 
DSM694. 


a. Open potentiometer 
R107. 


Malfunction 


4 - continued 


5. When measuring 
resistance, rota- 
tion of Megohm- 
meter RANGE 
SELECTOR 
switch (17 [figurel 
does not have 
proper effect on 
MEGOHMMETER 
indicator (14) 
pointers. 


6. MEGOHMMETER 
indicator (14, fig-] 
ure[2-1) completely 
inoperative. 


іпаїсаїог 
DSC688. If no 
voltage, replace 
capacitance indi- 
cator DSC688. 
(Refer to para- 
graph 4-8.) 


a. Check and replace 
as required. 
(Refer to para- 
graph 4-9.) 

b. Check and replace 
as required. 
(Refer to para- 
graph 4-12.) 


a. Check and replace 
as required. 
(Refer to para- 
graph 4-9.) 


b. Check and replace 
as required, 
(Refer to para- 
graph 4-12.) 


Check and replace as 
required. (Refer to 
[paragraph 4-9]) 


Check and replace as 
required. (Refer to 
| paragraph 4-9]) 


Table 4-1. Troubleshooting Chart -continued 


Probable cause 


b. Loss of ac input volt- 


age to megohmmeter 
indicator 14. 


. Faulty switch S403. 


. Short or significant 


value change of 
capacitor C403, 
C404, C405 or 
C406. 


. Faulty switch 5402. 


. Short or significant 


value change of 
capacitors C407, 
C408, C409, C410 
or C411. 


Faulty variable capacitor 
C401. 


Faulty variable capacitor 
C402. 
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Malfunction 


6- continued 


7. When simulating 
probe capacitance, 
rotation of 
PROBE MMF 
range selector 
switch S403 (28, 
does 
not cause proper 
CAPACITANCE 
INDICATOR (6) 
reading. 

8. When simulating 
probe capacitance, 
rotation of 
PROBE MMF 
range selector 
switch S402 (29, 

does 
not cause proper 
CAPACITANCE 
INDICATOR (6) 
reading. 


9. When simulating 
probe capacitance, 
rotation of PROBE 
25-250 MMF con- 
trol (27 [figure] 
does not cause 
proper CAPACI- 
TANCE INDICATOR 
(6) reading. 


10. When simulating 
compensator 
capacitance, 
rotation of 
COMP 25-250 
MMF control (22, 
[figure 2-1)] does 
not cause proper 
CAPACITANCE 
INDICATOR (6) 
reading. 


=== ڪڪ ڪڪ ڪڪ ڪڪ ڪڪ‎ І 
Corrective action 
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Corrective action 


. Check system test 


setup to assure 
proper shielding 
and grounds. 


. Check and replace 


as required. 
(Refer to para- 
graph 4-12.) 


. Check that pin 4 


Table 4-1. Troubleshooting Chart -continued 


Probable cause 


а. Poor shielding or 
grounding of sys- 
tem test intercon- 
nections. 

b. Short or significant 
value change in 
standard capacitor 
C412. 


c. Defective FUNCTION 


Malfunction 


11. With FUNCTION 
SELECTOR switch 
(25 [figure 2-1) 
set to CAP IND 
HIGH CAL, 
CAPACITANCE 
INDICATOR (6) 
does not read 
within 196 of value 


shown on SELECTOR switch of switch S401 

STANDARD 9401. (section C) is 

CAPACITOR not shorted to 

MMF nameplate ground. Repair 

(24). wiring or re- 
place switch 
5401 as re- 
quired. (Refer 
to[paragraph] 
| 4-9) 

Section Ill. REPAIR PROCEDURES 
4-6. Scope. 


tent required to replace defective components. 
The following procedures are keyed to figures 4- 
10 through 4-14, which are indexed in disas- 
sembly order. 


4-8. Test Set Disassembly. 


To disassemble the test set, refer td figure 4-10 
and proceed as follows: 


4-11 


This section contains instructions for author- 
ized repair of the test set and replacement of de- 
fective components. These instructions include 
removal and disassembly, cleaning, detail repair 
instructions, lubrication, and testing. 


4-7. Removal and Disassembly. 


Disassembly of the entire test set is not recom- 
mended; disassemble the test set only to the ex- 


27. Instrument case 
28. Panel gasket 

29. Нехпиї 

30. Shoulder washer 
31. Fiber washer 

32. Сарасіїапсе assembly 
33. Panel assembly 
34. Screw 

35. 1)۲ 

36. Support rod 

37. Machine screw 
38.  Lockwasher 


39. Hex nut 
40. Vibration isolator 
41. Screw 


42. Lockwasher 

43. Flat washer 

44. Cable support 

45. Screw 

46. Lockwasher 

47. Acorn cap nuts 
48. Identification plate 
49. Instruction placard 
50. Screw 

51. Clamp 

52. Transit case assembly 


k. Remove two caps and chains (13) and cap 
and chain (14) from associated connector. 


І. Detach three caps and chains (13, 14) 
from panel assembly (33) by removing two screws 
(15), two nylon washers (16) and two shoulder 
washers (17). 


m. Detach nameplate (20) from panel assem- 
bly (33) by removing two screws (18) and two 
lockwashers (19). 


n. Remove eight machine screws (21) and 
eight nylon washers (22); remove panel assembly 
(83) from transit case assembly (52). 


o. Remove 20 screws (23) and 20 nylon 
washers (24) and carefully detach two stiffener 
rods (25), two stiffener rods (26), instrument case 
(27) and panel gasket (28) from panel assembly 
(33). 


МОТЕ 


As disassembly proceeds, tag апа dis- 
connect wiring as required. 


. Remove three hex nuts (29), three shoul- 
der washers (30) and three fiber washers (31) and 
detach capacitance assembly (32) from panel as- 
sembly (33). Refer to[paragraph 4-9 for disas- 
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KEY tolfig. 4-101 

1. Screw 

2. Capacitance indicator 
3. Connector P1Q1 

4. O-ring 

5. Screw 

6. Megohmmeter indicator 
7. Connector P103 

8 

9 


. O-ring 

. Switch knob 
10. Variable capacitor knob 
11. Screw 
12. Skirt 


13. Cap and chain 
14. Cap and chain 
15. Screw 

16. Nylon washer 
17. Shoulder washer 
18. Screw 

19. Lockwasher 
20. Nameplate 


21. Screw 
22. Nylon washer 
23. Screw 


24. Nylon washer 
25. Stiffener rod 
26. Stiffener rod 


Release two snap locks and open lid of 
transit case assembly (52). 


b. Loosen screw (1) and carefully slide ca- 
pacitance indicator (2) out from front of panel as- 
sembly (33). 


с. Separate connector P101 (3) from con- 
nector J101 of capacitance indicator (2). 


d. Remove O-ring (4) from capacitance indi- 
cator (2). 


e. Loosen screw (5) and carefully slide me- 
gohmmeter indicator (6) out from front of panel 
assembly (33). 


f. Separate connector P103 (7) from con- 
nector J103 of megohmmeter indicator (6). 


g. Remove O-ring (8) from megohmmeter in- 
dicator (6). 


h. Loosen associated setscrews and slide 
three switch knobs (9) off three rotary switch 
shafts. 


i Loosen associated setscrews and slide 
two variable capacitor knobs (10) off variable ca- 
pacitor shafts. 


і Detach two skirts (12) from two variable 
capacitor knobs (10) by removing six screws (11). 


4-12 
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Figure 4-10. Test Set, Exploded View (Sheet 1 of 2). 


4-13 


0ھ 


Figure 4-10. Test Set, Exploded View (Sheet 2 of 2). 
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(6) Indicator test cable. 
(7) 


(8) Five tee connectors. 


Two break-in cables. 


u. Remove four screws (41), four lock- 
washers (42) and four flat washers (43) and de- 
tach two cable supports (44) from lid of transit 
case assembly (52). 


у. Remove four screws (45), four lock- 
washers (46) and four acorn cap nuts (47) and de- 
tach identification plate (48) from transit case as- 
sembly (52). 


Remove instruction placard (49) from tran- 
sit case assembly (52). 


Remove two screws (50) and detach two 
clamps (51) from panel assembly (33). 


4-9. Disassembly of Capacitance Assembly. 


To disassemble the capacitance assembly, refer 


tolfigure 4-11 land proceed as follows: 
NOTE 


As disassembly proceeds, tag and dis- 
connect wiring as required. 


28. Shouldered shaft 
29. O-ring seal 

30. Screw 

31. Рап head screw 
32. Lockwasher 

33. Simulator bracket 
34. Pan head screw 
35. Hex nut 

36. Flat washer 

37. Lockwasher 

38. Nylon clamp 


39. Hex nut 
40. Washer 
41. Rotary switch S401 
42. Hex nut 
43. Washer 
44. Rotary switch S402 
45. Hex nut 
46. Washer 


47. Rotary switch S403 
48. Рап head screw 
49. Lockwasher 

50. Solder lug 

51. Connector J401 

52. Connector J402 
53. Connector J403 
54. Hexnut 

55. Panel bushing 

56. Simulator chassis 


4-15 


sembly of capacitance assembly (32) and to para- 
graph 4-10 for disassembly of panel assembly 
(33). 


Remove four screws (34) and four lock- 
washers (35) and detach two support rods (36) 
from vibration isolators (40). 


r. Detach four vibration isolators (40) from 
transit case assembly (52) by removing 16 ma- 
chine screws (37), 16 lockwashers (38) and 16 hex 
nuts (39). 


Remove three power cable assemblies 
from lid of transit case assembly (52). 


t Remove the following cables and acces- 
sories from cable storage compartment of transit 
case assembly (52): 


(1) Main cable assembly. 


(2) Twelve (12) adapter cable assem- 
blies. 


(3) Seven BNC connector cable assem- 
blies. 


(4) Ground lead assembly. 
(5) Test lead assembly. 


KEY tolfig. 4-11 


Screw 

Shield plate 

Screw 

Hex nut 

Lockwasher 

Shield bracket 

Pan head screw 
Insulating washer 

Flat washer 

10. Bracket assembly 

11. Screw 

12. Simulator shield 

13. Screw 

14. Screw 

15. Сарасйапсе simulator assembly 
16. Pan head screws 

17. Flat washer 

18. Lockwasher 

19. Nylon clamp 

20. Nylon clamp 

21. Рап head screw 

22. Teflon bushing 

23. Washer 

24. Flat washer 

25. Сарасіїог assembly C401 
26. Capacitor assembly C402 
27. Retaining ring 
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Figure 4-11. Capacitance Assembly, Exploded View. 
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Remove two pan head screws (30), two 
screws (31) and two lockwashers (32) and detach 
two simulator brackets (33) from simulator chas- 
sis (56). 

k. Remove pan head screw (34), hex nut 


(85), flat washer (36) and lockwasher (37) and de- 
tach nylon clamp (38) from simulator chassis (56). 


I. Remove hex nut (39) and washer (40) and 
detach rotary switch S401 (41) from simulator 
chassis (56). 


m. Remove hex nuts (42) and washers (43) 
and detach rotary switch S402 (44) from simulator 
chassis (56). 


n. Remove hex nut (45) and washer (46) and 
detach rotary switch S403 (47) from simulator 
chassis (56). 


o. Remove 12 pan head screws (48) and 12 
lockwashers (49) and detach three solder lugs 
(50) and three connectors J401 (51), J402 (52) 
and 9403 (53) from simulator chassis (56). 


p. Remove two hex nuts (54) and detach two 
panel bushings (55) from simulator chassis (56). 


4-10. Disassembly of Panel Assembly. 


To disassemble the panel assembly, refer to 
[figure 4-12 апа proceed as follows: 


NOTE 


As disassembly proceeds, tag and dis- 
connect wiring as required. 


а Remove four screws (1) and detach shield 
plate (2) from capacitance simulator assembly 
(15) and simulator chassis (56). 


b. Remove four screws (3), four hex nuts (4) 
and four lockwashers (5) and detach two shield 
brackets (6) from shield plate (2). 


c. Remove two pan head screws (7), four in- 
sulating washers (8) and two flat washers (9) and 
detach bracket assembly (10) from capacitance 
simulator assembly (15). Refer to[paragraph 4-11] 


to disassemble bracket assembly (10). 


d. Remove five screws (11) and detach -sim- 
ulator shield (12) from capacitance simulator as- 
sembly (15) and simulator chassis (56). 


Remove four screws (13) and four screws 
(14). and detach capacitance simulator assembly 
(15) from two simulator brackets (33). Refer to 
to disassemble capacitance sim- 


ulator assembly (15). 


f. Remove three pan head screws (16), three 
flat washers (17), and three lockwashers (18) and 
detach three nylon clamps (19 and 20) from sim- 
ulator brackets (33). 


. Remove four pan head screws (21), four 
teflon bushings (22), four washers (23), and four 
flat washers (24) and detach two capacitor assem- 
blies C401 (25) and C402 (26) from two simulator 
brackets (33). 


h. Remove two retaining rings (27) and ex- 
tract two shouldered shafts (28) from two panel 
bushings (55). 


i, Remove four O-ring seals (29) from two 
shouldered shafts (28). 


KEY tolfig. 4-12] 

1. Self-locking nut 11. Connector gasket 21. Fuseholder 

2 Nylon washer 12. Hex nut 22. Knob 

2 Terminal E101 13. Washer 23. Resistor R114 
4. Screw 14. Washer 24. Resistor R111 
5 Nylon washer 15. Indicator light and lens 25. Resistor R112 
5a. Self-locking nut assembly DS101 26. Resistor В113. 
6. Cap and chain 16. Washer 27. Hex nut 

7. O-ring screw 17. Toggle switch boot 28. Rotary switch S104 
8. Hex nut 18. Hex nut 29. Resistor R105 
9. Lockwasher 19. Toggle switch S101 

10. Connector J104 20. 1. m ی0‎ 
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Figure 4-12. Panel Assembly, Exploded View. 


KEY to |fig. 4-12 (continued): 


Rotary switch S102 46. Potentiometer R108 61. Connector 9105 


Hex nut 47. Potentiometer R109 62. Self-locking nut 
Rotary switch S103 48. Сар and chain 63, Washer 

Cap 49. Screw 64. Terminal E102 
Hex nut 50. Self-locking nut 65. Terminal E103 
Teflon bushing 51. Nylon washer 66. Washer 
Washer 52. O-ring screw 67. Hex nuts 
Potentiometer R106 53. Hex nut 68. Lockwashers 
Potentiometer R107 54. Solder lug 69. Nylon washer 
Cap and chain 55. Capacitor C110 70. Dial lock 
screw 56. Capacitor C111 71. Screw 

Nylon washer 57. O-ring screw 72. Lockwasher 
Self-locking nut 58. Connector gasket 73. Handle 

Hex nut 59. Connector J102 74. Ground strap 
Internal tooth lockwasher 60. Connector J103 75. Panel 
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tiometers R108 (46) and R109 (47) from panel 
(75). 


q. Remove three caps and chains (48) from 
associated connectors. Detach three caps and 
chains (48) from panel (75) by removing two 
screws (49), two self-locking nuts (50) and four 
nylon washers (51). 


r. Remove two O-ring screws (52) and two 
hex nuts (53) and detach two solder lugs (54), ca- 
pacitor C110 (55) and capacitor C111 (56) from 
connector J103 (60); unsolder capacitors C110 
(55) and C111 (56) from two solder lugs (54). 


s. Remove ten O-ring screws (57) and de- 
tach three connector gaskets (58), three con- 
nectors J102 (59), J103 (60) and J105 (61). 


t. Remove two self locking nuts (62), two 
washers (63) and detach two terminals E102 (64) 
and E103 (65) and two washers (66). 


u. Remove two hex nuts (67), two lock- 
washers (68), and two nylon washers (69) and de- 
tach two dial locks (70) from panel (75). 


v. Remove four screws (71) and four lock- 
washers (72) and detach two handles (73) and 
ground strap (74) from panel (75). 


4-11. Disassembly of Bracket Assembly. 


To disassemble the bracket assembly, refer to 
figure 4-13 and proceed as follows: 


NOTE 


As disassembly proceeds, tag dis- 
connect wiring as required. 


KEY tolfig. 4-13 


Resistor R118 
Resistor R119 
Hex nut 


Lockwasher 
Solder lug 
Transformer T101 


DRA ww. 
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a. Remove self-locking nut (1) and nylon 
washer (2) and detach terminal E101 (3) from 
panel (75). 


b. Remove cap and chain (6) from connector 
J104 (10); detach cap and chain (6) from panel 
(75) by removing screw (4), two nylon washers (5) 
and self-locking nut (БА). 


c. Remove three O-ring screws (7), three hex 
nuts (8) and three lockwashers (9) and detach 
connector J104 (10) and connector gasket (11) 
from panel (75). 


d. Remove lamp (sed paragraph 3-116) and 
hex nut (12) and two washers (13 and 14) and de- 
tach indicator light and lens assembly (15) and 
washer (16) from panel (75). 


e. Remove toggle switch boot (17) and hex 
nut (18) and detach toggle switch S101 (19). 


f. Remove two fuses (sed paragraph 3-118) 
and two hex nuts (20) and detach two fuseholders 
(21) from panel (75). 


9. Loosen corresponding setscrews and re- 
move three knobs (22) from associated rotary 
switches. 


h. Tag, unsolder and remove four resistors 
R114 (23), R111 (24), R112 (25) and R113 (26) 
from rotary switch S104 (28). 


i. Remove hex nut (27) and detach rotary 
switch S104 (28) from panel (75). 


j. Tag, unsolder and remove resistor R105 
(29) from rotary switch 5102 (31). 


k. Remove hex nut (30) and detach rotary 
switch S102 (31) from panel (75). 


|. Tag and disconnect capacitors C110 (55) 
and C111 (56) from rotary switch S103 (33). Re- 
move hex nut (32) and detach rotary switch S103 
(83) from panel (75). 


m. Remove two caps (34) from two potenti- 
ometers R106 (38) and R107 (39). 


n. Remove two hex nuts (35), two teflon 
bushings (36), and two washers (37) and detach 
two potentiometers R106 (38) and R107 (39) from 
panel (75). 


o. Remove two caps and chains (40) from 
two potentiometers R108 (46) and R109 (47). De- 
tach caps and chains (40) from panel (75) by re- 
moving screw (41), two nylon washers (42) and 
self-locking nut (43). 


p. Remove two hex nuts (44) and two inter- 
nal tooth lockwashers (45) and detach two poten- 
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Figure 4-13. Bracket Assembly, Exploded View. 


Cross-recessed screw 
Lockwasher 

Mounting bracket 

Mounting bracket 

Grommet 

Teflon terminal 

Cable assembly 

Capacitor assembly C105/C106 
Capacitance assembly C103/C104 
Capacitance assembly C101/C102 


Key to|Fig. 4-13 


Cross-recessed screw 
Hex nut 

Lockwasher 

Solder lug 

Capacitor assembly C7 
Resistor R116 
Capacıtor C108 

Hex nut 

Washer 

Potentiometer 0 
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six capacitor assemblies C404 (10), C405 (11), 
C412 (12), C411 (13), C409 (14), and C408 (15) 
from lower simulator chassis (28). 


c. Remove two cross-recessed screws (16), 
two hex nuts ( 17) and detach three solder lugs 
(18) and capacitor assembly C407 (19) from lower 
simulator chassis (28). 


d. Remove hex nut (20) and two insulating 
washers (21 and 22) and detach connector J405 
(23) from lower simulator chassis (28). 


e. Remove hex nut (24) and washer (25) and 
detach connector J404 (26) from lower simulator 
chassis (28). 


f. Remove two bumpers (27) from lower sim- 
ulator chassis (28). 


4-13. Cleaning. 
WARNING 


Solvent (item 2, [table 1-4] is toxic and 
flammable. Use in well ventilated area. 
Avoid breathing of vapors and contact 
with skin. Keep away from flames and 
other ignition sources. 


Clean all parts, except electrical contacts, using 
a clean, lint-free cloth moistened in ethyl alchohol 
(item 1,[table 1-4]. Remove stubborn deposits of 
dirt, grease and grime, using solvent (item 2,[table] 
and a soft-bristled brush; dry using com- 
pressed air, 15 psi maximum. Clean electrical 
contacts using a dry, lint-free cloth. 


4-14. Detailed Repair Instructions. 


Detailed repair of the test set consists of re- 
placing defective parts or assemblies. Refer to 
paragrap 8 Ithrough 4-12 and perform only 
those steps of the disassembly procedures re- 
quired to remove the defective component. The 
following paragraphs provide instructions for re- 
assembly of the panel assembly, capacitance as- 
sembly, bracket assembly and capacitance sim- 
ulator assembly and repair of cable assembles. 
After all assemblies are reassembled, refer to 
[paragraph 4-22]for reassembly of the test set. 


CAUTION 


As reassembly proceeds, do not strip 
coax insulation or shielding mor e than 
1/4” from solder connection. Be certain 
shields are properly grounded. т- 
proper grounding will cause inaccurate 
CAPACITANCE INDICATOR readings. 
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a. Tag, unsolder and remove resistor R118 
(1) from teflon terminal (22) and transformer T101 


(6). 
b. Tag, unsolder and remove resistor R119 
(2) from transformer T101 (6) and solder lug (5). 


c. Remove four hex nuts (3) and four lock- 
washers (4) and detach solder lug (5) and trans- 
former T101 (6) from mounting bracket (19). 


d. Remove two cross-recessed screws (7), 
two hex nuts (8) and two lockwashers (9) and de- 
tach solder lug (10) and capacitor assembly C7 
(11) from mounting bracket (19). 


e. Tag, unsolder and remove resistor R116 
(12) from two teflon terminals (22). 


f. Tag, unsolder and remove capacitor C108 
(13) from potentiometer R120 (16) and teflon ter- 
minal (22). 


9. Remove hex nut (14) and washer (15) and 
detach potentiometer R120 (16) from mounting 
bracket (19). 


h. Remove four cross-recessed screws (17) 
and four lockwashers (18) to separate mounting 
bracket (19) from mounting bracket (20). 


NOTE 


To replace capacitor assemblies C105l 
C106 (24), C103IC104 (25), or C101/ 
C102 (26), refer test set to higher level 
of mairrtenance. 


i. Remove grommet (21) from mounting 
bracket (19). 

j. Remove four teflon terminals (22) from 
mounting bracket (19). 


4-12. Disassembly of Capacitance Simulator As- 
sembly. 


To disassemble capacitance simulator assem- 


bly, refer to [figure 4-14 апа proceed as follows: 
NOTE 


As disassembly proceeds, tag and dis- 
connect wiring as required. 


а Remove six cross-recessed screws (1), six 
hex nuts (2) and detach six solder lugs (3) and 
capacitor assemblies C403 (4), C406 (5) and C410 
(6) from lower simulator chassis (28). 


b. Remove 12 cross-recessed screws (7), 12 
hex nuts (8) and 12 lockwashers (9) and detach 
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. Hex nut 
. Insulating washer 
. Insulating washer 


Connector J405 


. Hex nut 
. Washer 
. Connector J404 


Bumper 


. Lower simulator chassis 
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Figure 4-14. Capacitance Simulator Assembly, Exploded View. 


. Capacitor assembly C405 
. Capacitor assembly C412 
. Capacitor assembly C411 


Capacitor assembly C409 


. Capacitor assembly C408 
. Cross-recessed screw 
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. Capacitor assembly C407 
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e. Attach six capacitor assemblies C404 (10), 
C405 (11), C412 (12), C411 (13), C409 (14) and 
C408 (15) to lower simulator chassis (28) using 12 
cross-recessed screws (7), 12 lockwashers (9), 12 
hex nuts (8) and locking compound (item 3, [table] 
| 1-4). 


f. Attach three capacitor assemblies C403 
(4), C406 (5) and C410 (6) and six solder lugs (3) 
to lower simulator chassis (28) using six cross-re- 
cessed screws (1), six hex nuts (2) and locking 
compound (item 3,[table 1-4). 


Check that wires are connected to proper 
terminals and remove tags. 


4-18. Reassembly of Bracket Assembly. 


To reassemble the bracket assembly, refer to 
[figure 4-13 and proceed as follows: 


NOTE 


As reassembly proceeds, reconnect 
wiring in accordance with tags on 
wires, using solder (item 4,| table 1-4). 


а. Install four teflon terminals (22) on mount- 
ing bracket (19). 


b. Install grommet (21) on mounting bracket 
(19). 


c. Attach mounting bracket (20) to mounting 
bracket (19) using four cross-recessed screws 
(17), four lockwashers (18) and locking com- 


pound (item 3,|table 1-4). 


d. Attach potentiometer R120 (16) to mount- 
ing bracket (19) using hex nut (14) and washer 
(15). 


Connect and solder capacitor C108 (13) to 
potentiometer R120 (16) and teflon terminal (22) 
using solder (item 4, [table 1-4). 

f. Connect and solder resistor R116 (12) to 
two teflon terminals (22). 


. Attach capacitor assembly C7 (11) and so- 
Ider lug (10) to mounting bracket (19) using two 
cross-recessed screws (7), two hex nuts (8), two 
lockwashers (9) and locking compound (item 3, 
[table 1-4). 


h. Attach transformer T101 (6) and solder lug 
(5b) using four hex nuts (3) and four lockwashers 
(4). 


i Connect and solder resistor R119 (2) 
across transformer T101 (6) and solder lug (5) us- 


ing solder (item 4,|table 1-4). 
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4-15. Cable Assembly Repair. 


Because the cable assemblies are potted and 
are of critical length, they are not repairable and 
should be replaced. However, two toggle switches 
which are part of the indicator adapter cable as- 
sembly (part number 2689) may be replaced as 
follows: 


a. Remove four screws and detach switch 
box cover from switch box. 


b. Tag and unsolder wires connected to de- 
fective toggle switch. 


c. Remove hex nut and lockwasher to detach 
toggle switch from switch box. 


d. Attach new toggle switch to switch box 
using hex nut and lockwasher. 


е. Соппесі wires to toggle switch, using so- 
Ider (item 4,[table 1-4] in accordance with tags on 
wires. Check that wires are on proper terminal 
and remove tags. 


f. Secure switch box cover to switch box us- 
ing four screws. 


4-16. Lubrication. 


No lubrication of the test set is required at di- 
rect support and general support levels of main- 
tenance. 


4-17. Reassembly of Capacitance Simulator As- 
sembly. 


To reassemble the capacitance simulator as- 
sembly, refer to [figure 4-14 апа proceed as 
follows: 


NOTE 


As reassembly proceeds, reconnect 
wiring in accordance with tags on 


wires, using solder (item 4,|table 1-4). 


a. Install two bumpers (27,Lfigure 4-14) on 
lower simulator chassis (28). 


b. Attach connector J404 (26) to lower sim- 
ulator chassis (28) using hex nut (24) and washer 
(25). 


c. Attach connector J405 (23) to lower sim- 
ulator chassis (28) using hex nut (20) and two in- 
sulating washers (21 and 22). 


d. Attach capacitor assembly C407 (19) and 
three solder lugs (18) to lower simulator chassis 
(28) using two cross-recessed screws (16), two 
hex nuts (17) and locking compound (item 3, ta- 
ble 1-4). 


І. Mount two caps (34) on two potenti- 
ometers R106 (38) and R107 (39). 


m. Solder capacitors C110 (55) and C111 (56) 
across appropriate pins of rotary switch S103 (33) 


and solder lugs (54) in accordance with tags, us- 
ing solder (item 4,|table 1-4). 


n. Attach rotary switch S103 (33) to panel 
(75) using hex nut (32). 


о. Attach rotary switch S102 (31) to panel 
(75) using hex nut (30). 


p. Solder resistor R105 (29) across appropri- 
ate pins of S102 (31) in accordance with tags, us- 
ing solder (item 4,[table 1-4]. 


Attach rotary switch S104 (28) to panel 
(75) using hex nut (27). 


r. Solder four resistors R114 (23), R111 (24), 
R112 (25) and R113 (26) across appropriate pins 
of rotary switch S104 (28) in accordance with 
tags, using solder (item 4,[table 1-4). 


S. Using a pliers, rotate shafts of rotary 
switches S102 (31), S103 (33), and S104 (28) to 
extreme counterclockwise position. Mount three 
knobs (22) on rotary switch shafts, align marker 
with extreme left panel graduation, and tighten 
setscrews of knobs (22). 


t Attach two fuseholders (21) to panel (75) 
using two hex nuts (20) and install two fuses (see 


paragraph 3-124). 


u. Attach toggle switch S101 (19) to panel 
(75) using hex nut (18) and toggle switch boot 
(17). 

v. Attach indicator light and lens assembly 
(15) to panel (75) using three washers (13, 14 and 


16) and hex nut (12) and install lamp (see para- 
graph 3-12b). 


w. Attach connector J104 (10) and connector 
gasket (11) to panel (75) using three O-ring 
screws (7), three hex nuts (8), three lockwashers 


(9) and locking compound (item 3,[table 1-4]. 

x. Mount cap and chain (6) on connector 
J104 (10); attach cap and chain (6) to panel (75) 
using screw (4), two nylon washers (5), self-lock- 
ing nut (БА) and locking compound (item 3, [table] 
[14]. 


. Attach terminal E101 (3) to panel (75) us- 
ing self-locking nut (1) and nylon washer (2). 


2. Check that components and wires are 
connected to proper terminals and remove tags. 
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i Connect and solder resistor R118 (1) 
across teflon terminal (22) and transformer T101 


(6) using solder (item 4, [table 1-4). 


k. Check that components and wires are 
connected to proper terminals and remove tags. 


4-19. Reassembly of Panel Assembly. 


To reassemble the panel assembly, refe to fig-] 
ure[ 4-12] and proceed as follows: 


NOTE 


As reassembly proceeds, reconnect 
wiring in accordance with tags on 


wires, using solder (item 4,| table 1-4). 


a. Attach two handles (73) and ground strap 
(74) to panel (75) using four screws (71), four 
lockwashers (72) and locking compound (item 3, 


table 1-4). 


b. Attach two dial locks (70) to panel (75) us- 
ing two hex nuts (67), two lockwashers (68) and 
two nylon washers (69). 


с. Attach two terminals E102 (64) and E103 
(65) to panel (75) using two self-locking nuts (62), 
two washers (63) and two washers (66). 


d. Attach three connectors J102 (59), J103 
(60) and J105 (61) and three connector gaskets 
(58) to panel (75) using ten O-ring screws (57) 
and locking compound (item 3,[table 1-4). 


e. Attach two solder lugs (54) to connector 
J 103 (60) using two O-ring screws (52), two hex 
m^ (53) and locking compound (item 3, 
|4]. 


f. Attach three caps and chains (48) to panel 
(75) using two screws (49), two self-locking nuts 
(50), four nylon washers (51) and locking com- 
pound (item 3, [table 1-4). 


Mount three caps (48) on connectors J102 
(59) J103 (60) and J105 (61). 


h. Attach two potentiometers R108 (46) and 
R109 (47) to panel (75) using two hex nuts (44) 
and two internal tooth lockwashers (45). 


i. Attach two caps and chains (40) to panel 
(75) using screw (41), two nylon washers (42), 
self-locking nut (43) and locking compound (item 
3, [table 1-3). 


j. Mount two caps (40) оп two potenti- 
ometers R108 (46) and R109 (47). 


k. Attach two potentiometers R106 (38) and 
R107 (39) to panel (75) using two hex nuts (35), 
two teflon bushings (36) and two washers (37). 
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. Attach two capacitor assemblies C401 (25) 
and C402 (26) to two simulator brackets (33) us- 
ing four pan head screws (21), four teflon 
bushings (22), four washers (23), four flat washers 


(24) and locking compound (item 3, |table 1-4). 
NOTE 


Ensure that pins of capacitor assem- 
blies C401 (25) and C402 (26) engage 
corresponding slots in two shouldered 
shafts (28). 


k. Attach three nylon clamps (19 and 20) to 
two simulator brackets (33) using three pan head 
screws (16), three flat washers (17), three lock- 
یں‎ (18) and locking compound (item 3,[table] 
1-4]. 


l. Attach capacitance simulator assembly 
(15) to two simulator brackets (33) using four 
screws (13), four screws (14) and locking com- 
pound (item 3, [table 1-4). 


NOTE 


Check that components and wires are 
connected to proper terminals and re- 
move tags. 


m Attach simulator shield (12) to capac- 
itance simulator assembly (15) and simulator 
chassis (56) using five screws (11) and locking 
compound (item 3,[table 1-4). 


n. Attach bracket assembly (10) to capac- 
itance simulator assembly (15) using two pan 
head screws (7), four insulating washers (8), two 
flat washers (9) and locking compound (item 3, 


table 1-4). 


о. Attach two shield brackets (6) to shield 
plate (2) using four screws (3), four hex nuts (4), 
four lockwashers (5) and locking compound (item 


3,[table 1-4). 

p. Attach shield plate (2) to capacitance sim- 
ulator assembly (15) and simulator chassis (56) 
using four screws (1) and locking compound 


(item 3, [table 1-4). 
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4-20. Reassembly of Capacitance Assembly. 


To reassemble the capacitance assembly, refer 
tolfigure 4-11 апа proceed as follows: 


NOTE 


As reassembly proceeds, reconnect 
wiring in accordance with tags on 
wires, using solder (item 44 table 1-4). 


a. Attach two panel bushings (55) to sim- 
ulator chassis (56) using two hex nuts (54) and 
adhesive (item 5,[table 1-4]. 


b. Attach three connectors J401 (51), J402 
(52), J403 (53) and three solder lugs (50) to sim- 
ulator chassis (56) using 12 pan head screws (48), 
12 lockwashers (49) and locking compound (item 
3, [table 1-4). 


c. Attach rotary switch S403 (47) to sim- 
ulator chassis (56) using hex nut (45) and washer 
(46). 


d. Attach rotary switch S402 (44) to sim- 
ulator chassis (56) using hex nut (42) and washer 
(43). 


e. Attach rotary switch S401 (41) to sim- 
ulator chassis (56) using hex nut (39) and washer 
(40). 


f. Attach nylon clamp (38) to simulator chas- 
sis using pan head screw (34), hex nut (35), flat 
washer (36), lockwasher (37) and locking com- 
pound (item 3, [table 1-4). 


. Attach two simulator brackets (33) to sim- 
ulator chassis (56) using two pan head screws 
(30), two screws (31 ), two lockwashers (32) and 
locking compound (item 3,[table 1-4). 


h. Mount four O-ring seals (29) on two 
shouldered shafts (28). 


i. Insert two shouldered shafts (28) into two 
panel bushings (55) and secure in place with two 
retaining rings (27). 
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Section IV. REASSEMBLY AND ALIGNMENT 


i Mate connector P103 (7) and connector 
J103 of megohmmeter indicator (6); then slide 
megohmmeter indicator (6) into panel assembly 
(83) and secure in clamp (51) using screw (5) and 
locking compound (item 3, [table 1-4). 


j. Mount O-ring (4) on capacitance indicator 
(2). 


К. Mate connector P101 (3) with connector 
J 101 of capacitance indicator (2); then slide ca- 
pacitance indicator (2) into panel assembly (33) 
and secure in clamp (51) using screw (1). 


I. Perform steps a through e of checkout in- 
structions (seg paragraph 444). If necessary, ad- 
just STRAY BAL ADJ potentiometer R120 in ac- 


cordance with [paragraph 4-23,|before proceeding 
to step m below. 


m. Mount instruction placard (49) on transit 
case assembly (52). 


n. Attach identification plate (48) to transit 
case assembly (52) using four screws (45), four 
lockwashers (46), four acorn cap nuts (47) and 
locking compound (item 3,[table 1-4). 


о. Attach two cable supports (44) to lid of 
transit case assembly (52) using four screws (41), 
four lockwashers (42), four flat washers (43) and 
locking compound (item 3,[table 1-4). 


p. Install three power cable assemblies in lid 
of transit case assembly (52). 


q. Attach four vibration isolators (40) to tran- 
sit case assembly (52) using 16 machine screws 
(37), 16 lockwashers (38), 16 hex nuts (39) and 
locking compound (item 3,[table 1-4). 


г Attach two support rods (36) to four vibra- 
tion isolators (40) using four screws (34), four 
lockwashers (35) and locking compound (item 3, 


table 1-4). 


S. Attach two stiffener rods (25), two stiff- 
ener rods (26), panel gasket (28) and instrument 
case (27) to panel assembly (33) using 20 screws 
(23), 20 nylon washers (24) and locking com- 
pound (item 3, [table 1-4). 


t. Attach panel assembly (33) to transit case 
assembly (52) using eight machine screws (21), 
eight nylon washers (22) and locking compound 


(item 3,|table 1-4). 


4-21. Scope. 


This section contains instructions for installing 
components and assemblies that have been reas- 
sembled in accordance with[paragraphs 4-15] 
through 4-19. In addition, before the test set is in- 
stalled in the transit case assembly, instructions 
are provided for adjusting STRAY BAL ل۸0‎ po- 
tentiometer R120. 


4-22. Reassembly. 


То reassemble the test set, refer tq figure 4-10 
and proceed as follows: 


NOTE 


As reassembly proceeds, reconnect 
wires and cables in accordance with 
tags on wires. Check that wires and ca- 
bles are connected to proper terminal 
or connector and remove tags. 


a. Attach two clamps (51) to panel assembly 
(33) using two screws (50) and locking compound 


(item 3,ltable 1-4). 


b. Attach capacitance assembly (32) to panel 
assembly (33) using three hex nuts (29), three 
shoulder washers (30) and" three fiber washers 
(31). 


c. Attach nameplate (20) to panel assembly 
(33) using two screws (18), two lockwashers (19) 
and locking compound (item 3,|table 1-4). 


d. Mount two caps (13) and cap (14) on 
associated connector. Attach two caps and chains 
(13) and cap and chain (14) to panel assembly 
(33) using two screws (15), two nylon washers 
(16), two shoulder washers (17) and locking com- 


pound (item 3,|table 1-4). 


e. Attach two skirts (12) to two variable ca- 
pacitor knobs (10) цео в six 8 (11) and lock- 
ing compound (item 3, 


f. Mount two variable capacitor knobs (10) 
on two capacitor assembly shafts and tighten 
associated setscrews. 


9. Mount three switch knobs (9) on three ro- 
tary switch shafts and tighten associated set- 
Screws. 


h. Mount O-ring (8) on megohmmeter indi- 
cator (6). 
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WARNING 
Do not operate ungrounded test set. 


b. Connect ground lead to test set GROUND 
terminal (b) and to suitable ground. 


c. Set Power ON/OFF switch (2) to ON and 
check that Power ON indicator lights; allow five 
minutes for test set to warm up. 


d. Set CAP-RES CHECK switch (13) to CAP, 
and FUNCTION SELECTOR switch (25) to CAP 
IND ZERO CAL. 


e. Rotate Capacitance RANGE SELECTOR 
switch (7) through X1, X3, X10 and X50, stopping 
at each position. Use an insulated screwdriver to 
adjust potentiometer R120 (16[ figure 4-13) slowly 
while switching back and forth through all four 
positions. 


f. Lock potentiometer R120 in that position 
which produces a minimum shift of CAPAC- 
ITANCE INDICATOR (6L figure 2-1) subdial point- 
er, without regard to actual reading. 


. |f subdial pointer of CAPACITANCE INDI- 
САТОВ (6) is off zero when minimum shift is 
achieved, adjust Capacitance ZERO ADJUST con- 
trol (9) (see paragraph 2-8]. 


u. Place the following cables and accessories 
into the storage compartment of transit case as- 
sembly (52): 


(1) Main cable assembly. 


(2) Twelve (12) adapter cable assembies. 


Seven BNC connector assemblies. 
Ground lead assembly. 


(3) 
(4) 
(b) Test lead assembly. 
(6) Indicator test cable. 
(7) 


Two break-in cables. 
(8) Five tee connectors. 


v. Perform complete checkout procedure 


(sed paragraph 4-4) to verify operation of the test 
set. 


w. Close lid of transit case assembly (52) and 
secure two snap locks. 


4-23. Alignment. 


The following procedure is used to align 
STRAY BAL ADJ potentiometer R120 to minimize 
the effect of stray capacitance on capacitance in- 
dicator readings. 


a. Set Power ON/OFF switch (2,| figure 2-1) 
to OFF and connect 115 volts, 400 Hz input power 
to test set 115V 400 CPS connector (4). 
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PART NUMBER 


МН5М2АС85 
08 6 
EJD8P8 
MYS490 
МН5М2АС85 
DSM694 
EJD8P10 
MYS490 
MNBA3B2A 
MNBB9B2AT 
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MS35249-33 
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М535338-136 
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М535649-64 
М515795-305 
М535338-136 
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PART NUMBER 


MS35249-33 
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MS35649-64 
MS35338-137 
MCB343 
MS51957-32 
MHWP 3-G 
М515795-305 
2286 
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08 4 
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MS51957-28 
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CW123A/U 
MS51957-30 
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MS35649-244 
EJLS1465 
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CM35BD512JN3 
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ЕСАО1МО1 
EJAO1FO1 
EJAO1FO1 
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MWS003TP 
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MHWP2N10 
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MS35649-64 
MS35338-136 
220 

220 

2311 

221 


FIG. AND 
INDEX NO. 


4-13- 
-1 
-2 
-5 
-6 
-7 
-8 
-9 


І 
wNHO 
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APPENDIX A 
REFERENCES 


А-1. Dictionaries of Terms and Abbreviations. 


AR 310-25 Dictionary of United States Army Terms 
AR 310-50 Authorized Abbreviations and Brevity Codes 


A-2. Publications Index. 


DA PAM 310-4 Index of Technical Manuals, Technical Bulletins, Supply Man- 
uals (types .7, 8 and 9), Supply Bulletins, and Lubrication 
Orders 


A-3. Logistics and Storage. 


TM 740-90-1 Administrative Storage of Equipment 
TM 743-200-1 Storage and Materials Handling 


A-4. Maintenance of Supplies and Equipment. 


AR750-1 Army Material Maintenance Concepts and Policies 
TM 9-213 Painting Instructions for Field Use 
TM 38-750 The Army Maintenance Management System (TAMMS) 


A-5. Other Publications. 


AR 420-90 Fire Prevention and Protection 
TM 750-244-1-4 Procedures for the Destruction of Aviation Ground Support 
Equipment (FSC 4920) to Prevent Enemy Use 


A 1 (A-2 blank) 
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APPENDIX B 


MAINTENANCE ALLOCATION CHART 


B-1. General. The purpose of the maintenance allocation chart is to provide all 
activities with authorized maintenance functions to be performed at each level of 
maintenance. 


B-2. Maintenance Functions. Maintenance functions shall be limited to and defined 
as follows: 


a. Adjust. Maintain within prescribed limits by bringing into proper or 
exact position, or by setting the operating characteristics to the specified 
parameters. 


b. Align. То adjust specified variable elements of an item to bring about 
optimum or desired performance. 


c. Calibrate. To determine and cause corrections to be made or to be 
adjusted on instruments or test measuring and diagnostic equipment used in preci- 
sion measurement.  Consists of comparisons of two instruments, one of which is a 
certified standard of known accuracy, to detect and adjust any discrepancy in the 
accuracy of the instrument being compared. 


d. Inspect. To determine the serviceability of an item by comparing its 
physical, mechanical, and/or electrical characteristics with established standards 
through examination. 


e. Install. The act of emplacing, seating, or fixing into position an іїет, 
part, module (component or assembly) in a manner to allow the proper functioning 
of the equipment/system. 


f. Overhaul. That maintenance effort (service/action) necessary to restore 
an item to a completely serviceable/operational condition as prescribed by mainte- 
nance standards (e.g., DMWR) in pertinent technical publications. Overhaul is 
normally the highest degree of maintenance performed by the Army. Overhaul does 
not normally return an item to like new condition. 


9. Rebuild. Consists of those services/actions necessary for the restora- 
tion of unserviceable equipment to a like-new condition in accordance with original 
manufacturing standards. Rebuild is the highest degree of materiel maintenance 
applied to Army equipment. Тһе rebuild operation includes the act of returning to 
zero those age measurements (hours, miles, etc.) considered in classifying Army 
equipment/components. 


р. Repair. Тһе application of maintenance services (inspect, test, service, 
adjust, align, calibrate, replace) or other maintenance actions (welding, grinding, 
riveting, straightening, facing, remachining, or resurfacing) to restore service- 
ability to an item by correcting specific damage, fault, malfunction, or failure 
in a part, subassembly, module/component/assembly, end item or system. 


B-1 
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i. Replace. The act of substituting a serviceable like-type part, 
subassembly, module (component or assembly) in a manner to allow the proper 
functioning of an equipment/system. 


j. Service. Operations required periodically to keep an item in proper 
operating conditions, i.e. , to clean, preserve, drain, paint, or to replenish 
fuel/lubricants/hydraulic fluids or compressed air supplies. 


k. Test. To verify serviceability and to detect incipient failure by 
measuring the mechanical or electrical characteristics of an item and comparing 
those characteristics with prescribed standards. 


І. Symbols. Тһе uppercase letter placed in the appropriate column indicates 
the lowest level at which that particular maintenance function is to be performed. 


B-3. Explanation of Format. Purpose and use of the format are as follows: 


a. Column 1. Group number. Column 1 lists group numbers, the purpose of 
which is to match components, assemblies, subassemblies and modules with the next 
higher assembly. 


b. Column 2. Functional group. Column 2 lists the next higher assembly 
group and the item names of components, assemblies, subassemblies and modules міїп- 
in the group for which maintenance is authorized. 


c. Column 3. Maintenance function. Column 3 lists the twelve maintenance 
functions defined in 8-2 above. Each maintenance function required for an item 
shall be specified by the symbol among those listed in d below which indicates the 
level responsible for the required maintenance. 


d. Use of symbols. Тһе following symbols shall be used to prescribe work 
function responsibility: 


- Operator/Crew 

- organization 

- Direct Support 
- General Support 
- Depot 


оттоо 


e. Column 4. Tools and equipment. This column shall be used to specify, 
by code, those tools and test equipment required to perform the designated 
function. 


f. Column 5. Remarks. Self-explanatory. 
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MAINTENANCE ALLOCATION CHART 
FOR 
T SET, FUEL ANTITY 
(А VS COM Reg 310-10) 


(1) (3) 


MAINTENANCE FUNCTION 


TOOLS AND 


FUNCTIONAL GROUP EQUIPMENT 


GROUP NO 
INSPECT 
TEST 
SERVICE 
ADJUST 
ALIGN 
CALIBRATE 
INSTALL 
REPLACE 
OVERHAUL 
REBUILD 


ж 
"n 
0 


608 FLUID TEST SETS 


de 
o 
o 


Ol GROUP, CASE AND COVER 
ASSY 
Case and Cover Assy 


0101 


0101 


GROUP, INSTRUMENT 
PANEL ASSY 


0201 Panel Assy 


INDICATING 


GROUP, 
DEVICES 


0301 Capacitance Assy 


GROUP, SWITCHES AND 
CIRCUIT BREAKERS 
INSTRUMENTS 


0401 Switches and Circuit 


Breakers 


GROUP, HARNESSES AND 
CONNECTORS 


0501 Harnesses and 


Connectors 


GROUP, CONTROLS 


0601 Capacitance Simulator 


Assy 


GROUP, MODULES 


0801 Modules 


B-3/(B-4 blank) 
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APPENDIX C 


REPAIR PARTS AND SPECIAL TOOLS LIST 
(Current as of 1 June 1975) 


INTRODUCTION 
Code Definition 
PA --- Нет procured and stocked for an- 


ticipated or known usage. 


PB Item procured and stocked for in- 
surance purpose because  es- 
sentiality dictates that a minimum 
quantity be available in the supply 


systems. 

XB . Item is not procured or stocked. If 
not available through salvage, 
requisition. 


NOTE 


Cannibalization or salvage may be used 
as a source of supply for any items 
source coded above except aircraft sup- 
port items as restricted by AR 700-42. 


(2) Maintenance Code. Maintenance co- 
des are assigned to indicate the levels of main- 
tenance authorized to USE and REPAIR support 
items. The maintenance codes are entered in the 
third and fourth positions of the Uniform SMR 
Code format as follows: 


(a) The maintenance code entered in the third 
position will indicate the lowest maintenance level 
authorized to remove, replace and use the support 
item. The maintenance code entered in the third 
position will indicate one of the following levels of 
maintenance: 


Code Application/Exp/anation 


F — Support item is removed, replaced, 
used at the direct support level. 


H — Support item is removed, replaced, 
used at the general support level. 


(b) The maintenance code entered in the 
fourth position indicates whether the item is to be 
repaired and identifies the lowest maintenance 
level with the capability to perform complete re- 
pair (i. e., all authorized maintenance functions). 
This position will contain the following main- 
tenance code: 


C-1 


Section l. 


C-1. Scope. 


This appendix lists repair parts required for op- 
eration and performance of direct support and 
general support maintenance of the Fuel Quantity 
Gage and Indicator Test Set, P/N TF579. 


C-2. General. 


This Repair Parts and Special Tools List is di- 
vided into the following sections: 


a. Section Ill. Repair Parts List. A list of re- 
pair parts authorized for use in the performance 
of maintenance. Parts are listed in figure and item 
number sequence, 


b. Section Ш. Special Tools List. Not appli- 
cable. 


c. Section IV. National Stock Number and 
Part Number Index. A list, in ascending numerical 
sequence, of all National stock numbers appear- 
ing in the listings, followed by a list, in alpha- 
numeric sequence, of all part numbers appearing 
in the listings. National stock numbers and part 
numbers are cross-referenced to each illustration 
figure and item number appearance. 


C-3. Explanation of Columns. 


The following provides an explanation of col- 
umns found in the tabular listings: 


а Illustration. This column is divided as fol- 
lows: 


(1) Figure Number. Indicates the figure 
number of the illustration in which the item is 
shown. 


(2) №ет Number. The number used to 
identify each item called out in the illustration. 


b. Source. Maintenance and Recoverability 
Codes (SMR). 


(1) Source Code. Source codes are as- 
signed to support items to indicate the manner of 
acquiring support items for maintenance, repair or 
overhaul of end items. Source codes are entered 
in the first and second positions of the Uniform 
SMR Code format as follows: 


used in performing the actual maintenance func- 
tion. This measure is expressed by a two-char- 
acter alphabetical abbreviation (e. g., ea, in., pr, 
etc.). When the unit of measure differs from the 
unit of issue, the lowest unit of issue that will sat- 
isfy the required units of measure will be requisi- 
tioned. 


h. Quantity Incorporated in Unit. Indicates 
the quantity of the item used in the breakout 
shown on the illustration figure, which is prepared 
for a functional group, subfunctional group, or an 
assembly. A "V" appearing in this column in lieu 
of a quantity indicates that no specific quantity is 
applicable (e. 9., shims, spacers, etc.). 


C-4. Special Information. Not applicable. 
C-5. How to Locate Repair Parts. 


аа When National Stock Number or Part 
Number is Unknown: 


(1) First. Find the illustration covering 
the assembly to which the repair part belongs. 


(2) Second. Identify the repair part on 
the illustration and note the illustration figure and 
item number of the repair part. 


(3) Third. Using the Repair Parts Listing, 
find the figure and item number noted on the il- 
lustration. 


b When National Stock Number or Part 
Number is Known. 


(1) First. Using the Index of National 
Stock Numbers and Part Numbers, find the perti- 
nent National stock number or part number. This 
index is in ascending NSN sequence followed by 
a list of part numbers in ascending alphanumeric 
sequence, cross-referenced to the illustration fig- 
ure number and item number. 


(2) Second. After finding the figure and 
item number, locate the figure and item number in 
the repair parts list. 


C-6. Abbreviations. Not applicable 
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Code Application/Explanation 
2 —-  Nonreparable. No repair is 
authorized. 


(8) Recoverability Code. Recoverability 
codes are assigned to support items to indicate 
the disposition action on unserviceable items. The 
recoverability code is entered in the fifth position 
of the Uniform SMR Code format as follows: 


Code Definition 


Z ——  Nonreparable tem. When un- 
serviceable, condemn and dispose 
at the level indicated in position 3. 


c. National Stock Number. Indicates the Na- 
tional stock number assigned to the item and will 
be used for requisitioning purposes. 


d. Part Number. Indicates the primary numb- 
er used by the manufacturer (individual, company, 
firm, corporation, ог Government activity), which 
controls the design and characteristics of the item 
by means of its engineering drawings, spec- 
ifications standards and inspection requirements, 
to identify an item or range of items. 


NOTE 


When a stock numbered item is requisi- 
tioned, the repair part received may 
have a different part number than the 
part being replaced. 


e. Federal Supply Code for Manufacturer 
(FSCM). The FSCM is a 5-digit numeric code list- 
ed in SB 708-42 which is used to identify the 
manufacturer, distributor, or Government agency, 
etc. 


f. Description. Indicates the Federal item 
name and, if required, a minimum description to 
identify the item. 


9. Unit of Measure (U/M). Indicates the stan- 
dard of the basic quantity of the listed item as 


С-2 


(8) 
QTY 
INC 
IN 
UNIT 


20 


20 


14 


14 


(7) 


U/M 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


EA 


(6) 
DESCRIPTION 
USABLE ON CODE 
TEST SET,FUEL QUANTITY GAGE AND INDICATOR 
SECTION II. REPAIR PARTS LIST 
PANEL AND CASE ASSEMBLY 
CONNECTOR, PLUG, ELECTRICAL 
CONNECTOR, PLUG, ELECTRICAL 
KNOB, CONTROL 
KNOB, CONTROL 
SCREW, MACHINE 
COVER,ELECTRICAL: W/CHAIN 
SCREW, MACHINE 
WASHER, FLAT 
SCREW, MACHINE 
WASHER, LOCK 
WASHER, FLAT 
SCREW, MACHINE 
WASHER, FLAT 
SCREW, MACHINE 
WASHER, FLAT 
WASHER, LOCK 
NUT,PLAIN,HEXAGON 
MOUNT, RESILIENT 
SCREW, MACHINE 
WASHER, LOCK 
SCREW, MACHINE 
WASHER, LOCK 
SCREW, MACHINE 
CLAMP,INSTRUMENT MOUNTING 
CAPACITANCE ASSEMBLY 
SCREW, MACHINE 
SCREW, MACHINE 
WASHER, LOCK 
SCREW, MACHINE 
WASHER, FLAT 
SCREW, MACHINE 
SCREW, MACHINE 
SCREW, MACHINE 
SCREW, MACHINE 
WASHER, FLAT 
WASHER, LOCK 
SCREW, MACHINE 
INSULATOR, BUSHING 


WASHER, NONMETALLIC 


(5) 


FSCM 


5808 


96906 


2660 


75376 


75376 


96906 


80058 


96906 


95987 


96906 


96906 


95987 


96906 


95987 


96906 


95987 


96906 


96906 


81860 


96906 


96906 


96906 


96906 


96906 


96906 


96906 


96906 


96906 


96906 


96906 


96906 


96906 


96906 


96906 


96906 


96906 


96906 


5808 


5808 


(4) 


PART 


NUMBER 


TF579 


MS3106R20-27SC 


97-3106А22-195 


8657-318 


8008-0 


11851959-26 


CW122U 


MS51957-32 


NW6-3122 


MS51957-17 


MS35338-135 


MW10-4373 


MS51957-30 


NW6-3122 


MS51957-30 


NW6-3122 


MS35338-138 


MS35650-304 


144BA5 


MS51957-45 


MS35338-137 


MS51957-13 


MS35338-135 


MS51957-45 


MS28042-2 


MS51959-26 


MS51959-28 


MS35338-137 


MS51957-32 


MS15795-305 


MS51959-28 


MS51959-26 


MS51957-26 


MS51957-28 


MS15795-305 


MS35338-136 


MS51957-30 


МВ0001ТР 


МИ5001ТР 


(3) 
NATIONAL 
STOCK 
NUMBER 


4920-00-109-5066 


5935-00-846-2329 


5305-00-763-6961 


5935-00-885-2264 


5305-00-054-6656 


5305-00-054-5651 


5310-00-933-8118 


5305-00-054-6654 


5305-00-054-6654 


5310-00-933-8120 


5310-00-934-9765 


5305-00-054-6670 


5310-00-933-8119 


5305-00-054-5647 


5310-00-933-8118 


5305-00-054-6670 


5340-00-579-6359 


5305-00-763-6961 


5305-00-763-6963 


5310-00-933-8119 


5305-00-054-6656 


5315-00-722-5998 


5305-00-763-6963 


5305-00-763-6961 


5305-00-054-6650 


5305-00-054-6652 


5310-00-722-5998 


5310-00-929-6395 


5305-00-054-6654 
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(1) (2) 
ILLUSTRATION 
(A) (B) 
FIG ITEM SMR 
NO NO CODE 
1-1 
4-10 3 PBFZZ 
7 XBFZZ 
4-10 9 XBFZZ 
4-10 10 XBFZZ 
4-10 11 PBFZZ 
4-10 13 PBFZZ 
4-10 15 PAFZZ 
4-10 16 XBFZZ 
4-10 18 PBFZZ 
4-10 19 PAFZZ 
4-10 22 XBFZZ 
4-10 23 PAFZZ 
4-10 24 XBFZZ 
4-10 34 PAFZZ 
4-10 35 XBFZZ 
4-10 38 PAFZZ 
4-10 39 PBFZZ 
4-10 40 XBFZZ 
4-10 41 PAFZZ 
4-10 42 PAFZZ 
4-10 45 PBFZZ 
4-10 46 PAFZZ 
4-10 50 PAFZZ 
4-10 51 PBFZZ 
4-11 1 PBFZZ 
4-11 3 PAFZZ 
4-11 5 PAFZZ 
4-11 7 PAFZZ 
4-11 9 PAFZZ 
4-11 11 PAFZZ 
4-11 13 PBFZZ 
4-11 14 PBFZZ 
4-11 16 PAFZZ 
4-11 17 PAFZZ 
4-11 18 PBFZZ 
4-11 21 PAFZZ 
4-11 22 XBFZZ 
4-11 23 XBFZZ 


12 


12 


(7) 


USABLE ON CODE 41 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 


EA 


EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 


EA 


TM55-4920-325-14&P 
(6) 


DESCRIPTION 


WASHER, FLAT 

RING, RETAINING 

SCREW, MACHINE 

SCREW, MACHINE 

WASHER, LOCK 

SCREW, MACHINE 

WASHER, FLAT 

WASHER, LOCK 

SWITCH, ROTARY 

SWITCH, ROTARY 

SCREW, MACHINE 

WASHER, LOCK 

CONNECTOR, RECEPTACLE, ELECTRICAL 
CONNECTOR, RECEPTACLE, ELECTRICAL 
CONNECTOR, RECEPTACLE, ELECTRICAL 
CONTROL PANEL ASSEMBLY 

WASHER, FLAT 

POST,BINDING: GROUND 

SCREW, MACHINE 

WASHER, FLAT 

COVER, ELECTRICAL CONNECTOR 

NUT, PLAIN, HEXAGON 

WASHER, LOCK 

CONNECTOR, RECEPTACLE, ELECTRICAL 
WASHER, NONMETALLIC 

WASHER, FLAT 

LAMP, NEON 

WASHER, NONMETALLIC 

BOOT, DUST AND MOISTURE:  TOGGLE 
SWITCH, TOGGLE 

FUSEHOLDER 

KNOB, CONTROL 
RESISTOR, FIXED, COMPOSITION 
RESISTOR, FIXED, COMPOSITION 
RESISTOR, FIXED, COMPOSITION 
SWITCH, ROTARY 

RESISTOR, FIXED, FILM 

SWITCH, ROTARY 

SWITCH, ROTARY 

WASHER, FLAT 

SCREW, MACHINE 

WASHER, FLAT 


RESISTOR, VARIABLE 


(5) 


FSCM 

96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
05808 
05808 
96906 
96906 
95712 
95712 


95712 


95987 
24655 
96906 
95987 
96906 
96906 
96906 
96906 
05808 
05808 
81349 
05808 
81349 
96906 
81349 
75376 
81349 
81349 
81349 
05808 
81349 
05808 
05808 
05808 
96906 
95987 


81349 


(4) 
PART 
NUMBER 
MS15795-806 
М516633-25 
М551959-26 
М551957-26 
М535338-136 
М551957-28 
М515795-305 
М535338-136 
ESW4107C 
ESW4108C 
MS51957-12 
MS35338-135 
3125-1 
3126-1 


3125-1 


MW6-3122 
938P 
MS51957-18 
NW4-2812 
MS25043-10D 
MS35649-244 
MS35338-135 
MS3102R10SL3P 
MWS201TP 
MWS202AA 
M15098-10-002 
MWS203TP 
M5423-02-01 
11835058-22 
FHN 196 
5657-3LBB 
RCR20G221JS 
RCR20G821JS 
RCR32G272JS 
ESW0003C 
RNC70K1004FS 
2 10 
ESW0002C 
MWS002TP 
11851957-0 
2176-742 


RA20SASA102A 


(3) 
NATIONAL 
STOCK 
NUMBER 


5310-00-880-5976 


5305-00-763-6961 
5305-00-054-6650 
5310-00-929-6395 
5305-00-054-6652 
5310-00-722-5998 
5310-00-929-6395 
5930-00-903-1057 
5930-00-868-1489 
5305-00-054-5646 


5310-00-933-8116 


5305-00-054-5652 


5935-00-137-4668 
5310-00-934-9748 
5310-00-933-8118 


5935-00-726-0708 


6240-00-682-3411 


5930-00-539-7013 


5930-00-655-1514 


5920-00-581-7957 


5905-00-104-8350 


5905-00-116-8569 


5905-00-106-1245 


5930-00-755-2494 


5930-00-755-3204 


5305-00-054-6654 


(2) 
SMR 
CODE 
PBFZZ 
XBFZZ 
PBFZZ 
PBFZZ 
PBFZZ 
PAFZZ 
PAFZZ 
PBFZZ 
PBFZZ 
PBFZZ 
PBFZZ 
PAFZZ 
XBFZZ 
XBFZZ 


XBFZZ 


XBFZZ 
XBFZZ 
PAFZZ 
XBFZZ 
PBFZZ 
PBFZZ 
PAFZZ 
PBFZZ 
XBFZZ 
XBFZZ 
PBFZZ 
XBFZZ 
PBFZZ 
PBFZZ 
PBFZZ 
XBFZZ 
PBHZZ 
PAHZZ 
PBHZZ 
PBHZZ 
XBHZZ 
PBHZZ 
XBHZZ 
XBHZZ 
PAFZZ 
XBFZZ 


XBHZZ 


(1) 
ILLUSTRATION 
(A) (B) 
FIG ITEM 
NO NO 
4-11 24 
4-11 27 
4-11 30 
4-11 31 
4-11 32 
4-11 34 
4-11 36 
4-11 37 
4-11 44 
4-11 47 
4-11 48 
4-11 49 
4-11 51. 
4-11 52 
4-11 33 
4-12 2 
4-12 3 
4-12 4 
4-12 5 
4-12 6 
4-12 8 
4-12 9 
4-12 10 
4-12 13 
4-12 14 
4-12 15 
4-12 16 
4-12 17 
4-12 19 
4-12 21 
4-12 22 
4-12 24 
4-12 25 
4-12 26 
4-12 28 
4-12 29 
4-12 31. 
4-12 33 
4-12 37 
4-12 41 
4-12 42 
4-12 46 


(7) 


USABLE ON CODE 41 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 


EA 


EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 
EA 


EA 
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DESCRIPTION 


RESISTOR, VARIABLE 
COVER,ELECTRICAL:  W/CHAIR 
SCREW, MACHINE 

WASHER, FLAT 

NUT, PLAIN, HEXAGON 

CONNECTOR, RECEPTACLE, ELECTRICAL 
CONNECTOR, RECEPTACLE, ELECTRICAL 
CONNECTOR, RECEPTACLE, ELECTRICAL 
SCREW, MACHINE 

WASHER, LOCK 

BRACKET ASSEMBLY 
RESISTOR, FIXED, COMPOSITION 
RESISTOR, FIXED, COMPOSITON 
TERMINAL, LUG 

TRANSFORMER, POWER 

SCREW, MACHINE 

WASHRE, LOCK 

TERMINAL, LUB 

RESISTOR, FIXED 

RESISTOR, VARIABLE 

SCREW, MACHINE 

WASHRE, LOCK 


GROMMET, RUBBER 


(5) 


FSCM 

81349 
80058 
96906 
95987 
96906 
95712 
95712 
95712 
96906 


96906 


81349 
81349 
96906 
05808 
96906 
96906 
96906 
81349 
81349 
96906 
96906 


72653 


(4) 
PART 
NUMBER 
RA20SASA102A 
CW122U 
11851957-0 
NW6-3122 
MS35649-244 
3126-1 
3125-1 
3125-1 
М551957-63 


М535338-138 


۶033261228 
۶0320627378 
21877072-2 
ЕТВ001Н 
М551957-27 
М535338-136 
М577072-2 
RW69V271 
RA2LASB101A 
MS51957-27 
MS35338-136 


1043-1 


(3) 
NATIONAL 


STOCK 
NUMBER 


5935-00-885-2264 


5305-00-054-6654 


5310-00-934-9748 


5305-00-050-9229 


5310-00-933-8120 


5905-00-369-6916 
5905-00-106-9351 
5940-00-156-7196 
5950-00-804-3787 
5305-00-054-6651 
5310-00-929-6395 
5940-00-156-7196 
5905-00-984-0429 
5905-00-687-0789 
5305-00-054-6651 
5310-00-929-6395 
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XBHZZ 
PBFZZ 
PAFZZ 
XBFZZ 
PAFZZ 
XBFZZ 
XBFZZ 
XBFZZ 
PBFZZ 


PAFZZ 


PAHZZ 
PAHZZ 
PAHZZ 
PBHZZ 
PBHZZ 
PBHZZ 
PAHZZ 
PBHZZ 
PBHZZ 
PBHZZ 
PBHZZ 


PBHZZ 


(1) 
ILLUSTRATION 
(A) (B) 
FIG ITEM 
NO NO 
4-12 47 
4-12 48 
4-12 49 
4-12 51: 
4-12 53 
4-12 59 
4-12 60 
4-12 61 
4-12 71 
4-12 72 
4-13 1. 
4-13 2 
4-13 5 
4-13 6 
4-13 7 
4-13 9 
4-13 10 
4-13 12 
4-13 16 
4-13 17 
4-13 18 
4-13 21 
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> њо о чн № м 
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FIGURE 
NUMBER 


N UY CO یں‎ lOO ین‎ PO ھر جح‎ IR Ку К) ES. КӘ IO QU CO COO CO К) ҺӘ OO COO PD جح‎ S O IR OO S حر‎ © 


PS QR دی‎ GPS PS GPS GPS GPS GPS GPS GPS GPS GPS GPS GPS GPS GPS GPS کر‎ GPS GPS GPS GPS GPS GPS p GPS GPS GPS GPS GPS aS AAD 
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STOCK 
NUMBER 


5310-00-933-8118 
5310-00-933-8118 
5310-00-933-8118 
5310-00-933-8119 
2310-00-933-8119 
5310-00-933-8120 
5310-00-933-8120 
5310-00-934-9748 
5310-00-934-9748 
5310-00-934-9765 
5325-00-616-4858 
5340-00-579-6359 
5905-00-104-8350 
5905-00-106-1245 
5905-00-106-9351 
5905-00-116-8569 
5905-00-369-6916 
5905-00-687-0789 
5905-00-984-0429 
5920-00-5812-7957 
5930-00-539-7013 
5930-00-655-1514 
5930-00-755-2494 
5930-00-755-3204 
5930-00-868-1489 
5930-00-903-1057 
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5935-00-726-0708 
5935-00-846-2329 
5935-00-885-2264 
5935-00-885-2264 
5940-00-156-7196 
5940-00-156-7196 
5950-00-804-3787 
6240-00-682-3411 
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5305-00-050-9229 
5305-00-054-5651 
5305-00-054-5652 
5305-00-054-5646 
5305-00-054-5647 
5305-00-054-6650 
5305-00-054-6650 
5305-00-054-6651 
5305-00-054-6651 
5305-00-054-6652 
5305-00-054-6652 
5305-00-054-6654 
5305-00-054-6654 
5305-00-054-6654 
5305-00-054-6654 
5305-00-054-6654 
5305-00-054-6656 
5305-00-054-6656 
5305-00-054-6670 
5305-00-054-6670 
5305-00-763-6961 
5305-00-763-6961 
5305-00-763-6961 
5305-00—-763-6961 
5305-00-763-6963 
5305-00-763-6963 
5310-00-722-5998 
»310-00-722-5938 
2310-00-722-5398 
5310-00-880-5976 
5310-00-929-6395 
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5310-00-929-6395 
5310-00-929-6395 
5310-00-933-8118 


ІТЕМ 
NUMBER 
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4- 
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4- 
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4— 
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4- 
4- 
4- 
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4- 
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4- 
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96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
05808 
05808 
05808 
05808 
05808 
81349 
81349 
95987 
95987 
95987 
95987 
95987 
95987 
95987 
95987 
81349 
8134 
8134 
8134 
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957 
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PART 
NUMBER 


MS5197-30 
М551957-32 
М551957-32 
М551957-45 
М551957-45 
М551957-63 
М551959-26 
М551959-26 
М551959-26 
М551959-26 
М551959-28 
М551959-28 
М577072-2 
М577072-2 
(70 ۶۶ 
MWS002TP 
MWS201TP 
MWS202AA 
MWS203TP 
M15098-10-002 
M5423-02-01 
NW10-4373 
NW4-2812 
NW6-3122 
NW6-3122 
NW6-3122 
NW6-3122 
NW6-3122 
NW6-3122 
RA2LASB101A 
RA20SASA102A 
RA20SASA102A 
RCR20G221JS 
RCR20G273JS 
RCR20G821JS 
RCR32G122JS 
RCR32G272JS 
7۸06707100475 
RW69V271 
5008-70 
5657-3188 
5657-3188 
1043-1 
3125-1 
3125-1 
3125-1 
зе 
3126-1 
3126-1 

938Р 
97-3106A22-19S 
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4- 
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4- 
4- 
4- 
4- 
4— 
4- 
4- 
4- 
4- 
4- 
4- 
4- 
4- 
4- 
4- 


FSCM 


80058 
80058 
05808 
05808 
05808 
05808 
05808 
05808 
81349 
81860 
05808 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
96906 
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PART 
NUMBER 


CW122U 
CW122U 
ESWOOOIC 
ESW0002C 
ESW0003C 
ESW4107C 
ESW4108C 

2 78 
71 6 
L44BA5 
МВ0001ТР 
М515795-305 
М515795-305 
М515795-305 
М515795-806 
М516633-25 
MS25043-10D 
М528042-2 
MS3102R10SL3P 
MS3106R20-27SC 
MS35058-22 
MS35338-135 
MS35338-135 
MS35338-135 
MS35338-135 
MS35338-136 
MS35338-136 
MS35338-136 
MS35338-136 
MS35338-136 
MS35338-137 
MS35338-137 
MS35338-138 
MS35338-138 
MS35649-244 
MS35649-244 
MS35650-304 
MS51957-12 
MS51957-13 
М551957-17 
М551957-18 
М551957-26 
М551957-26 
М551957-27 
М551957-27 
М551957-28 
М551957-28 
М551957-30 
М551957-30 
М551957-30 
М551957-30 
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RECOMMENDED CHANGES TO EQUIPMENT TECHNICAL MANUALS 


SOMETHING WRO NG mm THIS MANUAL? 


FROM: (YOUR UNIT'S COMPLETE ADORESS) 
Commander 
lat Spt Bde AVIM Вп (Prov) 
ATTN: AERSS-MQ 
APO New York 09028 


THEN. . JOT DOWN THE 
DOPE ABOUT FT ON THIS 
FORM, TEAR IT OUT, FOLD 
IT AND DROP IT IN THE 
МАП! 


ОАТЕ 


< 
| PUBLICATION NUMBER DATE TITLE 

Org Maintenance Repair Parts 
|| TM 55-1510-209-20P w/chg 1 15 Apr 75 List U-21G 


| BE EXACT. . .PIN-POINT WHERE IT IS | IN THIS SPACE TELL WHAT 15 WRONG 
| AND WHAT SHOULD BE DOME ABOUT IT: 


PAGE PARA- FIGURE 
| No. GRAPH No. 
% 80 22 Item 27/27۸ Clarify installation location of special 
І washers. 
і 
| ; 
Subject figure shows a special washer on both fwd and aft 
y flap roller bearings. Reference is made to 
7 TM 55-1510-209-20-3 para 9-144 (2) where the installation 
5 of special washers is specified on rear flap wide flange 
9 roller only. 
Е 
9 
« 
& 
< 
Ë 
| 
| 
| 
| SAMPLE 
І 
{ 
| 
I 
| 
| 
І 
| ТУРЕО МАМЕ, GRADE OR ТІТСЕ, АМО TELEPHONE NUMBER SIGN HERE: 


і 
| DA N 2028-2 (тез) "resa بر‎ 


ямі 2107٭ہ‎ ONOTY "UTI . 


سے ہے — سے чы;‏ سہ سے s “<s me‏ < < — — — 


FILL IN YOUR 
UNIT'S ADDRESS 


FOLO BACK 
DEPARTMENT OF THE ARMY POSTAGE AND FEES PAID 
DEPARTMENT OF THR ARMY 
DOD-314 
OFFICIAL BUSINESS 
PENALTY FOR PRIVATE USE, $300 
Commander 


US Army Aviation Systems Command 
ATTN: DRSAV-FRT 

PO Box 209 

St. Louis, MO 63166 


سک — — — سے س — А — — — А — — — — —  — — — —  —F‏ — — — سے 


FOLD BACK 


REVERSE OF DA FORM 2028.2 (TEST) 


RECOMMENDED CHANGES TO EQUIPMENT TECHNICAL MANUALS 


SOMETHING WRONG ттн tats манил? 


FROM: (YOUR UNIT'S COMPLETE ADORESS) 


THEN. . JOT DOWN THE 
DOPE ABOUT IT ON TINS 

FORM, TEAR IT OUT, FOLD 
IT AND DROP IT IN THE 


m 


| 
| 
| 


BE EXACT. . .PIN=POINT WHERE IT IS | IN THIS SPACE TELL WHAT IS WRONG 
AND WHAT SHOULD BE DONE ABOUT IT: 


PAGE PARA. | FIGURE| TABLE 
NO. GRAPH NO. NO. 


О LINE 


— سے — ہہ ےت eme — — ме‏ 2 


| Tr DEN 


D А | pr 2028 -2 (TEST) Р.5.--ІЕ YOUR OUTFIT 


w 
A CARBON COPY O 


quri авгхоа DNO 


tør ews aw س‎ — 


FILL IN YOUR 
UNIT'S ADDRESS 


FOLD BACK 
POSTAGE AND FEES PAID 
DEPARTMENT OF THE ARMY знелдтинні Ое тық ARMY 
206-514 
OFFICIAL BUSINESS 
PENALTY FOR PRIVATE USE, $300 
Commander 


US Army Avaition Systems Command 
ATTN: AMSAV-FRT 

PO Bex 209 

St. Louis, Mo. 63166 


FOLD BACK 


RECOMMENDED CHANGES TO EQUIPMENT TECHNICAL MANUALS 


SOMETHING WRONG міти тн манил? 


FROM: (YOUR UNIT'S COMPLETE ADDRESS) 


THEN. . JOT DOWN THE 
DOPE ABOUT IT ON THIS 

FORM, TEAR IT OUT, FOLD 
IT AND DROP IT IN THE 
MAIL! 


DATE 


| 
І 


BE ЄХАСТ...РІМ-РОІМТ WHERE IT IS | IN THIS SPACE TELL WHAT IS WRONG 
AND WHAT SHOULD BE DOME ABOUT IT: 


О LINE 


ТУРЕС NAME, GRADE OR TITLE, AND TELEPHONE NUMBER 


| 5 А. ===. 2028-2 (TEST) میم‎ o 


OUTFITW 
CARBON COPY O 


INIT аз110а 0 


ہے سے = .= —-- | 


FILL IN YOUR 
UNIT'S AODRESS 


FOLO BACK 
POSTAGE AND FEES PAID 
DEPARTMENT OF THE ARMY и or THE ARMY 
200-314 
OFFICIAL BUSINESS 
PENALTY FOR PRIVATE USE, 9800 
Commander 


US Army Avaition Systems Command 
ATTN:  AMSAV-FRT 

PO Bex 209 

St. Louis, Mo. 63166 


FOLD SACK 


RECOMMENDED CHANGES TO EQUIPMENT TECHNICAL MANUALS 


SOMETHING WRONG тн тн манил 


FROM: (YOUR UNIT'S COMPLETE ADDRESS) 


THEN. . JOT DOWN THE 
DOPE ABOUT IT ON THIS 

FORM, TEAR IT OUT, FOLD 
IT AND DROP IT IN THE 
MAIL! 


BE EXACT. . .PIN=POINT WHERE IT I5 | IN THIS SPACE TELL WHAT IS WRONG 


PAGE БАНА: TABLE AND WHAT SHOULD BE DONE ABOUT IT: 


NO. GRAPH NO. 


О LINE 


жм. —‏ .-.-- ہے -- ہہ ہے — 


Fr NE 


FORM 
(TEST P.S. ==1F YOUR OUTFIT WA ANY 
LINDE та 2028 -2 : A CARBON COPY OR THIS AND 


"NI1 GYLLOG DNO 


- яла өле le í => чыз» mm 


FILL ім YOUR 
UNIT'S ADORESS 


FOLD BACK 
DEPARTMENT OF THE ARMY POSTAGE AND FEES PAID 
DEPARTMENT ОР THE ARMY 
DOD-314 
OFFICIAL BUSINESS 
PENALTY FOR PRIVATE USE, 0300 
Commander 


US Army Avaition Systems Command 
ATTN: AMSAV-FRT 

PO Box 209 

St. Louis, Mo. 63166 
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PIN : 031904-000 


